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Since, 1966, ^The Rand Corporation has been involved in the design, fabrication,^ 
and informal testing of closed circijit TV (CCTV) systems that ^hable many persons 
with sev,^rely impaired vision to read, write, a.nd perfprm othdr operations requiring ^ 
precise eye-hapd coordination. / 

Initially financed by Rand itself, this work has since 1970 been mainly f'un^M 
by the Sofcial and Rehat^ilitation Service -of the U’S^ Departnient of Health, Edupd- 
tion, and Welfare. Sbme support has alsQ^een pro^^ided by donations from private 
citizens interested in this research. Rand has also continued to support, p^rt of the 
project with its own junds. - - ' x ' 

■ The purpose of this final report to SRS is to review the work accortiplishec^ 
during the period. May 1, 1970, to April 30, 1972, and to indicate plans for future 
work in this area. . ^ 1 

Orte of the mam achievements duringHhis period has been the development of 
a CCTV system with several novel features •which v/e call RANDSIGHT© II. The 
“designation ^11” refers to the fact that an earlier instrument, RANDSIGHT 1, had 
beendesigned and built solely with Rand support prior to the start of our SRS grant. ^ 
The present report describes in detail the mechanical and electronic feat^es of 
RANDSIGHT Hand its operation. Another majot achievement was the designpf an 
easily maneuverable platform, which when incorporated in CCTV systems improves 
operation and reduces cost. The report goes on to note that tests have been conducted 
to ascertain that users of such systems (operating at acceleration voltages not ex- 
* ceeding 19 kv) will not be expose^! to harmful levels of x-radiation. Further work 
^/reported here cCncerns largely successful tests conducted in- the use of a modified 
RANDSIGHT" hsystei^ji by partially sighted* persons, research on electronic image ’ 
enhancement and contrast reyersal, and development of a simple test to determine ' 
whether a CCTV system coqm assist a ^partially sighted person in reading printed 
and handwritten materials. Next, the.report proposes oome criteria for the design 
pf CCTV systems for the^p^rtially sighted. Finally^-it icriew'S research condfteted 
elsewhere on such system^s. ,, ' ^ ' ' 

©RANDSIGHT is the* Certification Mark of The Rand Corporation. , 
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* * ^ Rand’s research on'readingand writing aids for the partlally-sightedds of great 
significance to' the rehabilitation^ cf many 'persons legally classified blind/Esti- 
mates of fhe number of legally blind people in the United States* vary,, but on the 
evidence available ?ye .conclude that ,the^ number* about 400, OOO. More, than 80 
percent of the legally blind are believed ^have some residi^l vision. We -estimate 
that at least 60 percent of the 400,000 have enough residiial vision to potentially 
benefit from theuaie of a CCTV system. In addition, there^are about 600,000'literate 
Americans not legally blind but unable to read, a newspaper.even with the aid of'' 
eyeglasses. This group isieven more likely to be aided by, CCTV systems. Thus, the 
total population that might benefit from^such systems probably exceeds 800,000. 

An indication of the strong- interest in Rand’s work in this area was provided 
by the, response to an article in the Reader's Digest in January' 1971 on our RAND- 
SIGHT research. As a result of this article, we received over 5000 letters, cards, and 
telephone calls from people seeking aid for tl^mselves, their patients, or friends and 
relatives. Over 120 partially sighted people VisAed Rand in person. It was from these 
visitors that \ve obtained the experimental results described in this report. 

Another important indication of the interest and vafue of our RANDSIGHT 
research is that hundreds of CCTV systems; based in large measure on the results 
of our research, have been produced and sold to government agencies and private 
individuals -and are being used successfully in schools^in libraries, o^ the job, and 
in the hqme. ' 

Neither The Rand Corporation nor the project has any finant^ial interest 
in aijy conipany that manufactures, distributes, or sells closed circuit TV systems 
for the partially ^^hted. Rand makes the results ofTts research freely available to 
any pei-son or .organization interested in helping thp visually- impaired: 
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L INTRODUCTION AND SUMMARY 




CLOSED CIRCUIT TV FOR THE PARTIALLY SIGHTED 

The Rand Corporation has been working for the past six years^on the design, 
(abricalion. and informal testing of closed circuit TV (CCTV) systems for the par- 
tially sighted.* These instruments permit a large fraction ofthe legally blind popula- 
tion, as well as persons who have severe visual impairment, to read printed an^'"" 
handwritten material, to write with a pen or pencil, and to carry out other oper- 
ations that require precise eye-hand coordination.^ Over the past two years, more 
than 120 partially sighted people have tried out our CCTV systems. They ranged in 
age from 5 to 9C md had a wide variety of eye disorders, including macplar degener- 
ation, retinitis pigmentpsa, optic nerve atrophy, and diabetic retinopathy. Many of 
these people are unable to read printed or handwritten material or to write with a 
pen or pencil wAhout the aid of a GCTV system. 

The exact number of legally blind people in America is not known. However, 
based on available data, we have Concluded that they number about 400,000.'* Ac- 
cording to Trouern-Trend, more than 80 percent ofthe legally blind have some 
residual vision, and we estimate that at least 60 percent of them have enough 
residual vision to benefit from the use of a CCTV system. In addition, about a million 
literate Americans are unable to read a newspaper even with the aid, of eyeglasses. 
Therefore, under the assumptions that il) there are 400,000 legally blind in 
America, (2 6Q percent of them could benefit from a CCTV system, '3) the legally 



‘ The term partially aif^hted di?, used here includes all the visually impaired who are functionally 
sighted or fictionally sighted with aided /wo6/7fVy. These terms are carefully defined in Ref. L Roughly 
speaking, partially sighted refers to those whose visual acuity in their better ^ye doe.s not exceed 20/70 
even v;ith the aid of Corrective lenses, but who can visually resolve printed material with or without the 
additional aid of optical or electro-optical devices. It alsc/includes those whose visual acuity exceeds 20/70 
but whose isual field is greatly restricted in 'size and geometry. ^ 

" Earlier Rand reports on this'i^fk are referenced in [1], [2], [3], [4], [51. and [6]. Bracketed numbers , 
refer to tV,o references that are found aMhe end of the text. 

K. Trouern-Trend [7] estimates the legaljy blind population of the United States to be about 300,000, 
The National Society for Prevention of Blindness (in /’Estimated Statistics on Blindness in Vision Prob- 
lems”) estimates it to be about 400,000. N. Bier [8] estimates that it is 'Very much larger” than 300,000 
‘based on an estimated U.S. population of 180 million). Various ophthalmologists and optometrists have 
informed us of their conjectural estimates, which range from 300,()00 to in excess of 500,000. 
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i* blind area^ubset qfthe million whocan!iot read newspaper type, and (4) the 600,000 
of the latter population who are not legally blind could benefitTrom a CCTV system, 
we may, conclude tHht over 800,000 Amei leans ^ould benefit from such a device.* 

The value of our RANDSIGHT© research is atteoted to by "he hundreds of 
CCTV systems, based in large measure on the results of our research, that have been 
produced and sold to government agencies* and private organizations and ind:%^idu> 
als.® These systems are helping pErtially sighted people of all ages. For examp> . 
they perrhit students to yr'^d the pages of a book, take notes, write reports, or do 
mathematics, allowing people of working age to compete for jobs that until recent) v 
have been closed to them because of their limited eyesight. (Such* d’evices perrr c 
them to read plans, study diagrams, exarriino ledgers, make notes, end write re- 
ports.) CCTV systems are also enabling the elderly to read, write, and sew long after 
their vision has become so poor that they are unable to carry on these enjoyable 
.activJti^s with their Unaided eyes or even with eyeglasses. 

Many partially sighted people, who are unable to read or write even with the 

i , I r 

aid of eyeglassjes, are ver> concerned with their inability tjq» read personal mail, to 
examine bills,, and to write checks without the help of a sighted person. Their 
inability to carry out such activities"’unassisted ‘ implies a loss of privacy ahd in- 
dependence that irks them*. Properly designed CCTV systems are enabling many of 
them to carry on these important day-to-day functions in complete privacy. Though 
this may not in itself ji^stify the cost of a CCTV systejm, it nevertheless contributes 
. a strong argument for placing such systems in the hands of many partially sighted 
people. ’ I J 

One of the primary reasons that a CCTV system proves so useful to the partially 
lighted is that it. is an image enhancement device. This means that the signal 
received by the TV camera can be electronically manipulated in the camera, in the 

O' 

monitor, or in a ''black box” placed between the camera and monitor to produce a 
magnified image on the monitor screen that is bright^ and has greater contrast 
than the object being viewed by the TV camera. Electronic manipulation may^also 
produce such effecte as contrast reversal and an electronic window (for masking out 
unwanted images). Pure optical systems, consisting of lenses, prisms, mirrors, and 
ground-glass surfaces, do not have all of these useful capabilities. They present the 
viewer with a positive image that is not as bright as, and has less contrast than, the 
object being viewed. ^ , 

Like pure optical devices, CCTV systems are capable of presenting the viewer 
with a magnified image. The decree of magnification needed by a particular viewer 
is a function of the status*oftiis vision, his proximity to the monitor screen, and the 
original size of the object he is/xrying to resolve. With purely optical techniques, the 

* One of the authors, S. M. Genensky, has no vision in one eye and 20/750 in the other. More th^n 
60 percent of the legal! y blind have better visual acuity tl^an he has. Ti\e fact that he has such^poor visual 
acuity and is able to benefit so much from a CCTV system was one of the early indications to us that CCTV 
system^^were potentially of value to many legally and nonlegally blind, partially sighted people."' I'he . 
experi^ce of the partially sighted with our CCTV systems has supported this e^rly conjecture. 

® Neither The Rand Corporation nor the project staff has any financia^*interest in any company that^ 
manufactures, distributes,' or sells CCTV systems for the partially sighted. Rand makes the results of its' 
research freely available to any person or organization interest^ in helping the visually impaired. 
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sam^ efTective magnification is basically required but, besides the loss of contrast 
and brightness previously mentioned, the depth of field and tl^ field of view may 
be less than that available with a good electro-optical system. In addition, properlv 
designed CCTV systems allow the user to read or write while sitting comfortably 
before the monitor in a natural and relaxed position. 

MAIN RESULTS OF THE RESEARCH 

Thfe principal results of our research over the past two years have been 

1. To de.' ign and fabricate an improved CCTV' system called RANDSIGHT 

II. ' . 

V »- 

2. To ascertain that this^and other black-and-whit:.e CCTV systerfis pose no 
x-radiation hazards. 

3. To develop and test an important element for CCTV systems, called an X-Y 

Platform. ^ t ^ ' 

4. To test the performance of partially sighted persons with RANDSIGHT I 
(a predecessor instrument) equipped with an X-Y Platform, 

5. To perform research toward designing a device called a Video Information 

Processor (VIP) capable of producing an electro'nic window, contrast en- 
hancement, and contrast reversal. C' 

6. To design a simple diagnostic test to be used for determining whether a 

partially sighted person could tbenefit from use of a CCTV system (the 
lightbox). <:> 

7. To establish some design criteria for C(7TV systems and their components. 

These results are summarized in. the following paragraph's, 

RANDSIGHT II ^ , 

The closed circuit TV system that we call RANDSIGHT II is an experinlental 
instrument that rests on a desk or table. It may be used with equal facility by both 
left- and right-handed viewers. Its down-pointing camera may be translated horizon- 
tally (e.g., to scan a line) by means of an electric rriotor drive, automatically or with 
foot- or hand-operated control’s. Its camera may a[so be raised x)r lowered (for focus- 
ing) by means of a motorized drive with a hand-operated control, and the camera 
mount may be rotated manually about a vertical axis (to permit viewing an erect 
image no matter how the reading and writing materials are oriented). The in- 
strument’s two symmetrically placed monitors may be raised or lowered by means 
of a hand-conirolled motorized drive, and pulled toward or pushed avfay from the 
viewer or rotated about one horizontal and two vertical axes. Hence, the monitors 
can be placed at any positipn and attitude that a viewer might desire.' Each monitor 
is capable of presenting an image with normal or reversed contrast, and is also 
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equipped to introduce an electronic, window. Contrast reversal is practically indis- 
pensable to partially sighted viewer:^ who are photobhobic, and it is preferred by 
many others, particularly those who are bothered by scattered light. An electronic 
window is particularly valuable to the partiaMy sighted who are ^ble to resolve print 
well enough to permit images of parts of several lines to be visible on the TV monitor 
at one time, but who are visually confused if the.images'of more than one or two 
lines a-e displayed. . ^ ' 

RAI^DSIGHT ir looks promising as a reading or writing device for t^ie partially 
sighted. It also appears to be of value to the partially sighted as an aid for improvi/lg 
reading speed ^nd comprehension. In addition, RANDSIGHT ir(or.a modification) 
may be of value as a reading aid for persons who fiave missing; inoperative, ^r 
.partially operative limbs. Section II of this report describes RANDSlGHT II and how 
it operates; Sec. VI describes how contrast reversal and an electronic window were 
introduced into our monitors, arid circuit details are given in App, C. 

TestS^ X-Radiation ^ 

In order to test the sys{:em for possible x-radiation hazards, we engaged the ^rm 
. of J. L. Shepherd and Associates of Glendale^ California, to check the x-radiation 
- output from -three TV monitors, each operating at an acceleration voltage of 10 kv, 
and three others, each operating at an acceleration voltage of 19 kv. These measure- 
ments were m^de directly against the various faces of these black-and-white moni- 
tors, and in two instances their protective coVerS'were removed and measurements 
were made of their interiors. It was found that external radiation levels arising' from 
these monitors are significantly less than 5 percent of background radiation. On the 
oasis of this finding, we believe that. a viewer does not expose himself ta any x- 
radiation hazard from,black-and-white‘TV mpnitors operating at accelerati'oh volt- 
ages as high as 19 kv, even if he were to bring his eyes up to the face of such a monitor 
for long periods of time. Section III contains more details regarding this exploration 
of a possible x-r^idiation hazard, and the test report by J.,L. Shepherd is attached 
as App. A. 



The X-Y Platform 

■ \ 

The X-Y Platform is designed to enable the user of a CCTV system to easily 
move the reading or writing material in front of him in any desired position.re^ative 
to a fixea TV camera. This procedure makes it unnecessary to move |;he camera or 
- its lens system to achieve line or page scanning. This simple and inex^^^nsive device 
. has brought about a major change in the basic concept of a RANDSIGHT-type 
^ instrument and has profoundly affected the' design of CCTV systems for the partially 
1 sighted. It has enabled manufacture^ of such systems To design equipment selling 

, /for roughly half the price that prevailed before the construction a"^nd testing of the 
platform. Segtion IV provides a description of the X-Y Platform and its operation. 
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Tests of Performance by the Partially Sighted with RANDSIGHT I 

As noted previously, an article by G. A. W. Boehm in the January 1&71 issue 
of’ the Readers Digest \^\ attracted much attention to our RANDSIGHT research. 
We rece;ived hundreds of requests that the inquirer or his patient, client, relative, 
or friend be permitteef to come to the Rand offices to try our RANDSIGHT equip- 
ment. We saw as many partially sighted people as we could accommodate. After 
some initial difficulties, we evolved a test procedure to handle these visitors. Natu- 
rally, we were delighted to have this opportunity to assist these partially sighted 
subjects and at the same time to gather valuable data regarding them and their 
performance with our RANDSIGHT equipment. As RANDSIGHT II was not yet 
completed at that time, we had our subjects work with RANDSIGHT I equipped with 
an X-Y Platform. Section V describes our test procedure, and gives some generally 
encouraging results obtained from this informal testing program fbr 81 subjects. 
Informal as our tests were, they have provided empirical data indicative of the value 
of quality CGTV systems to the partially sighted, A description of the instrument 
used in these tests is given in App,' B.* 



Electronic Image Enhancement 

Near the end of the first year, of the project, we were hoping that we would be 
able to design and perhaps build a third type of RANDSIGHT instrument, but this 
proved infeasible, primarily because it took longer to finish BANDSIGHT II than we 
had anticipated. However, we were able to perform research toward designing a 
”black box,” which we call a Video Information Processor (VIP), This device, when 
placed between almost any TV camera and a TV monitor, allows the viewer to 
reverse the contrast in the image appearing on the monitor screen, to introduce an 
electronic window, to control the height and position of that window cn the screen, 
and to enhance the contrast in the viewed image. The device has been used success- 
fully with RANDSIGHT 1, Additional information concerning VIP is given in Sec, 
VI and its circuit diagrams can be found in App, D, 



The Lightbox Test 

Another very promising result of pur research is the development of a simple 
and inexpensive test designed' to be administered to the partially sighted to deter- 
mine whether tHey could benefit from use of a CCTV systeni in reading printed or 
handwritten material. The test, which can be administered quickly arid simply by 
an ophthalmologist, optometrist, or other qualified person, consists essentially in 
having the patient sit before a lightbox and view positive and negative transparen- 
cies that display typewritten material magnified linearly 1, 2, 4, 8, arid 16 times, 
notin'," what type sizes he can read and perhaps how well he can read them, A 
detailed description of this test is given in Sbe, VII, 
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Design Criteria for CCTV Systems for the iPartially Sighted 

I y 

We have frequentfy been asked to state the criteria that we believe must be met 
if a closed circuit TV system for reading or writing is to be of value to the partially 
sighted. This is not easy to do, mainly because advances in electro-optical methods, 
as well as innovations in mechanical and electro-optical technology, make it neces- 
sary to alter criteria from time to time. With this reserva^ion in mind, we assembled 
the criteria listed in Sec. VIII. 



Other Research in the Area 

The closing section of this report (Sec. IX) discusses some of the research on 
closed circuit TV systems for the partially sighted that has been conducted else 
where and at Rand before the start of the work covered in this report. . 



PXANS for future research 

Rand research sponsored by the Social and Rehabilitation Service to date has 
led to the development of electro-optical instrument that permit the partially 
sighted to carry out o/zeoperation.at a time. Reading or writing are examples of such 
activities. 

Proposed future research has as its objectives , 

A general survey of .opportunities develo’ping electro-optical de /ices to 

aid the partially sighted in obtaining education, and employment, and in 
performing certain other activities that are of importance to them but that 
are currently beyond their capability or can be handled by them only with 
excessive expenditures of time and energy. E^famples of such activities-- 
which we call information transfer proWems — include the following:*^ 

a. Reading printed or handwritten materials and taking rapid notes bn 
what has been rea'd with a pen or pencil*. 

b. Typing from a handwritten or printed manuscript, and,, if desired, 
viewing both the manuscript and a portion of the typewriter carriage 
at the same time. 

c. Viewing a ch.iikboard, bulletin board, or demonstration table and tak- 
ing notes on Qi jdrawing sketches of what is seen. 

d. Entering into visual communication with teachers, colleagues, and 
friends for the purpose of more eftectively receiving, discussing, oi 
conveying handwritten and printed data and other sources of informa- 
tion, with a large visual component. 

° The term information transfer yf'W be defined to mean the act of receiving information in one or 
more forms and, based on that information, generating the same oi related inforijiation in one or more 
other forms, or carrying out other activities suggested or prescribed by the received information. 



1 . 

\ 









r 









/ 



ft ♦ 






o 

ERIC 



Examples of information transfer problems that, while interesting, are 
perhaps more restricted in scope than the above, are the following: 
e. Operating an ordinary computer console while viewing ordinary in- 
put/output material. 

Playing a musical instrufftent while viewing a handwritten or printed 
musical score. 

Reading material in a foreign language, using a dictionary to assist in 
its translation and writing out the translation with a pen or pencil. 
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2. Development and testing of several types of instruments. Leading exam- 
*ples of the types of devices to be developed are those that will allow the 
partially sighted to perform activities that require rapid shifting between 
" two or more visual fields (a process we shall call visual information trans- 
'fer). \ ^ ^ . 

^ 3. Development of a body of bioengineering data to facilitate the jlesign nf 

^ Electro-optical prosthetic devices. ^ \ 

'4. In addition, two' specific issubs should be addressed that we were unable to * 
I include in the current research pijo'fram. First, the functional problems of 

the partially sighted should be structured in a way that suggests feasible 
types of prosthetic instruments for alleviating these problems. Second, the 
relationships between different kinds of visual impairment and the design 
parameters of electro-optical instruments that can best connpensate for 
these impairments should be investigated. » ' 
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II. BANDSIGHTII 



f . 

' . The closed circuit TV system designed as part of our SRS/Rand-sponsored re- 
search program is called RANDSIGHT II, "RANDSIGHT” is the name we have 
chosen for the electro-optical instruments we design and fabricate for use by the 
partially sighted. The designation *TI” refers.to the fact that the prototype designed 
and fabricated as part of this project is the second type of electro-optical instrument 
we have built that* we Believed was worthy of a spec^l designation, RANDSIGHT 
I was designed and built by the Rand staff solely with Rand support prior to the start 
of our SRS grant, and an evolved configuration of the original instrument is still in 
daily, use by Genensky. 

Although R^^DSIGHT II is primarily a readi^g^ or writing instrurtient it may 
be used to carry 6h other operations that require precisG.eye-hand coordination. It 
has features that no other CCTV systems possess and tl>at are belfeved to be poten- 
tially of value to the partially sighted. One of tliese features is a "tertically mounted, 
down-pointing camera that can be transUvted horizon^lly in any prOselecfed verti- 
cal plane, which passes through the optical axis of the camera, by means of an 
electric motor drive with automatic, foot- or hand-operated controls. In the auto- 
matic mode, the control uniircauses the camera mount U) move automatically at a 
selected rate in one direction and at another selected rate in the opposite direction. 
Among the other features are the monitor mounts, which have two' translational 
and three rotational degrees of freedom that permit each monitor to be placed in 
any position or attitude the viewer may desire. 

The planning of RANDSIGHT II was strongly influenced by pur dissatisfaction 
with some of the shortcomings of the then existing RANDSIGMT I, and Iby our 
determination to correct those deficiencies. Among that instrument’s more impor- 
tant shortcomings were the following; It had been built to be used by a right-handed 
person and hence left-handed persons found it awkward to operate. Its line scanning 
was carried out through a hand-operated servomechanism that caused its down- 
pointing camera to rotate aboui a horizontal axis passing ijbughly through the 
center of mass of the camera. The major disadvantage of such a driving mechanism 
is that as th? camera is rotated, the distance betw,een the camera and the handwrit- 
ten or printed copy also varies. Thus, it is difficult to keep the copy in focus especially 
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when hi^^h. linear rna^mificaiidn is demanded and the camera is equipped with a 
short focal length Icns’with its aperture wide open. 

In RANDSIGHT II, the right-handed bias was eliminated by providing two 
monitc'* mounts symmetrically placed on either, sicje of the camera mount and 
having considerable and equal flexibility with re? pect to monitor location and ptti- 
tudo» and by mounting the camera vertically and pointing dojwnward in a housing, 
that can be rotated about the optical axis of the camera. 

Several methods wer^^ proposed for overcoming the uefocusing problem. Some 
of them involved using prisms or mirrors and supplying a. mechanism that woulTi 
change the lens-to;prism or lens-fo-mirror distance to compensate for changes in the 
distance from camera to copy. These methods were rejected on' the grounds that they 
were too complicaced'^^nd unwieldy. The^ decision was finally m'^de;^ drive the 
camera moii nt along a hprizoWal ball-bearing track by means of an electric motor, 
which controls the motion of the mount in both direction and speed. This decision 
not only solved the problem of maintaining a constant distance between the earner^ 
and the copy, but it also opened up the possibility of trying various options for 
controlling th^'horizonta}^ motion oPthe caihera. However, we encountered some 
difficult mechanical design problems, for example, that of moving a relatively mas- 
sive camera mount very rapidlyand smoothly over a horizontal distance 6f several 
inches. ' s 



MECHANICAL DESIGN ' . 

The . detailed meghanical design of RANDSIGHT II began with the mechanism 
for driving the camera. This was the most complicated and difficult mechanism to 
design because >t involved providing a means to convey’ electromech^nically, the 
camera horizontally and vertically, to rotate it mechanically about its optical axis, 
and to do this in such a way that the camera mount remained compact and provided 
suiRc'snt rigidity. While this meclia'tiism was being built and when.it was being 
checked out as an operating unit, design was in progress on less" complicated items, 
such as monitor mounts, ^nd the instrument’s basic frame/ 

The vertical and horizontal motions of the camera are produced by electric 
motors through rackjand pinion. gear systems (see Fig. 1). The me^anism^pfoviding 
vertical travel is relatively simple, as it is designed to raise or lowei* the camera at 
one and only one constant rate. On the other hand, the mechanism for translating 
the camera horizontally is much more complex, as it permits the camera to move 
to the right and to the left at variable speeds that are independent pf each other and 
to make alrapid return to the left end of its path from any other point \n its 0ath. 
Some oftnese motion^ involve large inertial loadings, and heavy duty motors must 
be used. Initially, we expected to* design and build appropriate motor control circuits 
in our own facilities; we then .found a local manufacturer of molSr\controls (Minarc 
Electric Company, Los Angeles, California) who was able to provide us with a control 
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unit that satisfied most of our needs. ^ The unit was incorporated into our instrument 
design with the eypectation that we would later make modifications in its circuitry 
to improve its operation according to our needs. k ' 



THE INSTRUMENT \ 

RANDSIGHT II is a free-standing device; that is, it can be pljaced on a desk or 
table’. Its frame consists of tubular rrt^mbers, all of which are of square cross-section 
iVA in. on an edpfe). It rests on two parallel tuDiilar members (1)^ that run from the 
front to the back-of the instrument and are 24 in. long and 45 In. apart. On either 
side of t^e instrument frame, vertical members (2) and (3), located at the rear of the 
base members and 8V2 in. forward of that end of the base members, ris^ 30 in. to 
provide support to the canopy (4), from which the TV camera and TV monitor 
supports (5) $ind (6), respectively, are .suspended. Additional frame rigidity is pro- 
vided by , 

A horizontal tubular member (7) that is 45 in. long, that joins the vertical 
•members (2), and that is 14% in. above the base oCthe frame. 

Twd inclined member^ (8) that connect the far ends of the base arid vertical 

“ -p 1 * ■ ‘ 







LIST OF PARTS OF RANDSIGHT II SINGLED OUT 
In figs. 2, 3a, 3b, 4a, 4b, ANdUc ' 



i 


Base members 


13. 


Canopy flank opening 


2. 


Corner vertical members 


14. 


Supporting table 


4T 

C 


Side vertical members 


15. 


. Illumination housing 


4. 


Canopy 


16. 


TV monitor 


5. 


TV camera support or mount 


17. 


♦ TV camera 


6. 


TV inonitor support or mount 


18. 


Zoom lens 


‘ 7. 


Horizontal^ rear member 


19. 


Toggle switch housing 


8. 


Inclined rear member 


20.' 


The unit or control unit 


9. 


Rear vertical* member 


21. 


Two-position foot pedal 


10. 


'‘ Canopy frame 


, 2.2. 


Rapid return foot pedal 


11. 


Canopy wooden member 


23. 


One-position foot pedal 


12. 


Canopy center opening 







‘ Throughc^ut the rest of this section, ''control unit’* and ’'unit” are used interchangeably., 

^ ThrougKout this section of the report, names of various parts of rfANDSIGHT II will be followed 
by numbers enclosed in parentheses the first time a name is mentioned in a paragraph (see the list on 
this page). The numbers in parentheses also appear in conjunction with Figs. 2, 3a, 3b, 4a, 4b, and 4c. 

There they indicate where the part' being discussed is located in the overall instrument design. ^ 
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members (1) and (2) with the ceater ol’the horizontal member (7), 

3. A vertical member (9) that rises 15 in, from the center of’ the horizontal 
member to meet the center of’ the rear edge of the canopy. 



The canopy (4) is roughly rectangular and consists of’a tubular f’ranie (10), about 48 
in. long and 23 in. deep, topped by a rectangular board (11) that is about 47 in. long, 
23 in. deep, and % in. thick. Three circular holes with lips have been cut in the boil rd, 
and the TV camera 'mount is suspe,nded from the lip around the edge of’ the ceniter 
hole ( 12), The TV monitor mounts are suspended f’rom the lips around the holes (13) 
to the right an^^ lefl of the center hole. ^ , 




/j 



Fig. 2 — Front view of RANDSIGHTTI 
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Fig. 4a— Box containing switches that control the 
• vertical motion of the camera and monitors 




Pig. 4b — The control unit ’ 
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Fig. 4c— Foot pedals that control the horizontal 
motioi. of the camei a 



1 . 



Illumination of the reading or writing material on the supporting surface (14) 
is provided by two 8-w fluorescent tubes located in an aluminum housing (15) of our 
own design. The a’uminui,. housing is attached to the upper surface of the horizontal 
member (7) by means of a flat-jOinted aluminum arm, The housing can be easily and 
conveniently portioned at any angle behind the TV camera mount (5) by means of 
the jointed arm, and it can be rotated about a horizontal axis approximately lOVi 
in. above the supporting surface. The illuniinator provides an effective light level of 
78 footcandles over the entire range of horizontal motion of the camera, 

The TV monitor mountc: (6) permit several manual adjustments ir.-monitor 
positioning, namely, 

^ - . *■ 

H^tizontal translation toward or away from thp viewer through a distance 
of 13 in. (/\s currently configured, RANDSIGIIT II is equipped with Shi- 
baden Model MV-903 monitors (16), &nd these can be translated horizon- 
tally sc that their screens are located somewhere between 5 in. in front of 
the near end of a horizontal support (li and 8 in, behind that reference line.) 
Rotation about two vertical axes (one passing through the mounting col- 
umn and the other passing through the monitor itself).^ 

Rotation about a horizontal axis passing through the monitor and parallel 
to its front face,"* All of these modes of rotation are large enough to meet 
_ the needs of any viewer. The monitor mounts also permit the monitors to 
/be raised or lowered electromecharacally through a distance of 5 im As 
currently configured, this permits the lower surface of the monitors to be 
located anywhere between 6 and 11 in, above the supporting desk or table 
• (14). 

V 

These axes are indicated as broken lines a and b, resp^feively, in Fig. 3b. 

This axis is shown as broken line c in Fig, 3b. . 
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Each monitor (16) is augmented with circuitry and controls that permit contrast 
reversal and an electronic window. Contrast reversal is the ability to reverse, elec- 
tronically, the order of the gray scale, and the electronic window is the blanking out 
of everything on the monitor screen except a strip of a fixed but arbitrar)^ height. 
The controls on the back of each monitor permit the viewer to select an image with 
either a normal or reversed gray scale, to introduce an electronic window, and to 
vary its height and position on'^the monitor scree:i,^ 

Figures 5a and,5b illustrate some of the freedom that is available in positioning 
a TV monitor (16). Figure 5a shows the monitor all the way back and at its highest 
position, wljile Fig. 5b shows it all the way fcr.vard, at its lowest po.sition, and rotated 
about the horizontal and both vertical axes, 

,\ * 

The camera mount (5) is also designed to allow considerable latitude in camera 
positioning. It permits the camera (17) (a GBC Model VR 622) 

1. To be rotated manually through nearly any angle about the vertical axis 
passing through the center of hole (12). - . 

* 2. To be raised or lowered vertically electroipecbanically through a distance 

of 8 in. (between about 4Vi and 12^2 in. above the supporting table (14)), 
3. To be translated horizontally through a distance of 7 in, with the current 
setting of the limit switches. 

* 

The vertical translation of the camera (17) and each of the two monitors (16) are 
controlled by their own toggle switch, which is pulled to%;ard the viewer to make 
it descend and pushed away from him to make it rise. All three ^witches have benn 
placed in a conveniently located housing (.19) (csee Fig.- 4a). 



OPERATIONAL CONTROL 

* ■ 

One method of governing the camera’s horizontal motion that bad appeared to 
be attractive from the beginning of cur work on RANDSIGHT II was through a foot 
control. Such a control mechanism had the importknt advantage of leaving both of 
the viewer’s hands free for manipulating reading and writing materials. I'he control 
unit (20^ came Quipped with a foot pedal, but it did not prove satisfactory, -appearing 
to have been “designed for use by an operator who was standing rather than seated.' 
Further, it was capable of controlling only the speed at which the camera (17) moved 
horizontally. The direction in which the camera moved and the ability to stop its 
motion were controlled b^push buttons mounted 'on the f ont of the control unit.® 

Soon after RANDSIGHT II became quasi-operationul, we decided to design our 
own foot-operated control for governing the camera’s horizontal motion. This foot- 
operated control, which we shall call the 'Two-position loot pedal” (21), governs not 

S '* 

^ Contrast reversal and the electronic window are discuF^ed in greater detail ir S^c. VI. 

” The foot V^dal referred to here is identical with the one-position foot pedal referred to in the 
description ol‘ mode C later in this section. 
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Fig. 5a— View ef TV monitor all the way back 
and at its highest position 



only the speed with which the camera (17) translates horizontally, but also the 
direction in which it moves, as well as when it is to start or stop these niotions. This 
control completely bypasses the knobanSV^sh-button controls mounted on the front 
face of the control unit (20). To permit operation of the control unit with the t\vo- 
position foot pedal, modifications had to be made in the cir^itry of the iunit. These 
nodifications also permitted operation of the uAt with othe^external controls. The 
unit’s operation in various control modes is described billow. 



Mode A: The camera’s direction and speed can be controlled by means of the 
two-position foot pedal (21). When the upper portion of the pedal is rotated to the 
left and depressed, the camera (17) moves to the left, and when it is rotated to the 
right and again depressed, the camera moves to the right. The rate at which the 
camera moves depends bn how far the pedal is depressed. Mechanical stops and limit 
s witches are provided at each end of the camera’s path to prevent its mount (5) frorh 
colliding with the monitor mounts (6), instrument frame, or any other obstructions. 

If the camera is at th^iright (left) end of Its path and the two-position foot pedal is 
rotated to the right (left) and depressed, the camera will not move because of the 
action of the limit switches. This permits the viewer to easily predict and control 
camera location. Although this foot-pe^l control system is very versatile, it'is ■. 
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Fig. 5br— View of^TV monitor all the wav forward, at its . 
lowest position, and rotated about @ horizontal 
. and two vertical axes / 

^ ‘ 

complex and somewhat difficult to operate. However, with a few minutes of instruc- 
tion and an hour or two of practice, the viewer usually finds that he can , operate it 
smoothly and easily. ; 

All the modes of causing the camera (17) to translate horizontally are governed 
by the unit (20). The mode just described is engaged when the cable connected to the 
two-position ibot pedal (21) is secured lo the upper cable receptacle on the back of 
the unit and when the switch on the back of the unit is set on “MANUAL.'' In this ' 
mode all the knobs, switches, and buttons on the front of the unit are disengaged, 
with one exception — the “STOP" button. If'this buttoh is depressed,'the two-pWtion 
foot pedal will not function. ^ ^ 

Mode B: The camera mount (5) and hence the cartiera' (17) may be set' to 
translate automatically back and forth horizontally by 

1. Disengaging'from the back of the unit (20) the cable' that runs from the 
two-position foot pedal (21) and replacing it by the free end of the cable that 
is already connected to the lower cable receptacle on che back'^of the unit. 

2. Turning the switch on the left side of the front of the unit to “AUTO- 

^..RECYCLE." .1 



3 . 



Selecting the lefl-toright speed by adjusting the knob marked ‘‘FOR- 
WARD SPEED " 

4. Choosing the right-to-left speed by adjusting the knob .marked “REVERSE 
SPEED“ (see Fig. 4b). 

While in Mode B, and while the camera is moving toward the right, it can be 
brought to a stop a;i^/automatically returned to the left end of its path by depressing 
the “STOP” button onfthe unit or by momentarily depressing the rapid return foot 
pedal (22). 

Mode C: The camera (17) m^y be translated horizontally under control of the 
one-position foot pedal (23)^with the wiring connected and the knobs and switches 
on the unit (20) set ^s in mode B with one exception — the switch on the back of the 
unit is set on “FOOT” rather than on ' MANUAL.” Here, the forward motiop of the 
camera can be stopped andihe direotlm of camera motion changed by pressing the 
“STOP” button on the unit or by depressing the rapid return pedal (22^. 



READING " 

To read with RANDSIGHT II, the viewer plap^ reading matter on the support- 
ing desk or table at whatever angle is convenient and comfortable for him and 
rotates the camera mount until the image of the reading matter on the monitor 
screen shows the lineaof print to be horizontal.® He may find it necessary to change' 
thb distance between the zoom lens' and the reading material to bring th^ latter into 
focus. To do this he would be well advised to rotate the sleeve on the zoom lens to 
the position where it produces* its maximum magnification, rotate the sleeve that 
controls the lens focus to its uppermost position, and then manipulate the middle 
key on the three-key control box until the image of the reading material is in fotus,® 

^ It is important to note that RANDSIGHT II may also be used in conjunction with an X-Y PlaUbrm 
for reading and writing. Section IV of thig report describes our X-Y Platform and how it is used.to carry 
out those operations. 

® For most viewers, the angle through which they rotate their reading or writing material, relative 
to the orientation of the sup;x)rting desk or table, will not vary appi:eciably from^. one piece of rea'^’ng 
matter to another, or from owe piece of writing material to another.- Therefore, they will have a tendency 
not to change the angle of rotation of the camera support once they have set it initially. If, however, the 
instrument is used by several viewers, some of them may wish to change the angle pf rotation before 
starting to read or write with the device. . 4 * 

It is also possible that a*viewer may prefer his reading material to be inclined at one angle and his 
writing material at another, and this would lead him to- rotate the camera mount beibre carrying out 
each of these operations. Most viewers, however, rotate the camera mount to suit their writing habits 
and do both their reading and writing without further altering the camera’s angle of rotation. However, 
those who prefer writing njaterial rotated through an unusually large angle may prefer rotating their 
reading hiaterial through a smaller angle, because by doing so it may be easier for them to maneuver 
th^^ir material from line to line across the supporting desk or table while reading. ■ ' 

® This focusing procedure is particularly useful if it is carried out with respect to the minimum 
thickness of material expected to be encountered while heading. It’permits the zoom lens to be brought 
into focus when viewing a greater thickness of material by merely rotating the focusing sleeve, if the 
thickness of the-r^ding material does not exceed the focusing range of the zoom lens. For example, a 
6-to-l Canon zoom Cbns^tted with a plus .4 portrait lens, and with its iris wide open (at f:2), can be focused 
with its focusing aeeve over a range of about Vh, in. 
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The viewer may use either monitor. Right-handed viewers tend to pr'^fer the 
left-hand monitor; the opposite is true of left-handed viewers, 4t is advisable for the 
viewer to make himself comfortable in his chair and to place it in, such a position 
that he is easily able to do such things as manipulate the reading material and bring 
a TV monitor into position for viewing. As stated earlier, RANDSIGHT II permits 
each of its monitors to b6 moved up and down and toward or away from the viewer 
and to be rotated about one horizontal and two vertical axes. All of these degrees 
of freedom in each monitor’s motion permit either monitor to be located and ori- 
ented in a way that is suitable to the jndivWual, 

In mode A' the viewer places his right foot on th^two-position foot pedal, rotates 
its upper face to the left, depresses the pedal until the camei;a reaches the left end 
of its path, and adjusts the position of the reading matter until the image of its left 
^argin is nearjfor at) the left end of the monitor screen, so that the first line to be 
/jt^ad is at the desired height on the screen. The vie\yer then rotates the upper portion 
of the foot pedal to the right, depresses the pedal until it causes the print or hand- 
writing to advance at a rate compatible with his ability to read, and commences to 
rer.u. When he reached the end of the line, he releases pressure on the pedal, which 
causes the camera to come to a halt; rotates the upper, portion of the foot pedal to 
the left; depresses the pedal all the way or nearly alt the way tcrWuce the camera 
to move rapidly to the left; and releases the pressure on the pedal when the camera 
reaches the left end of its path where it will automatically stop. He men pushes the 
reading matter along and toward the rear of the supporting desk or table until the 
next line of print or hajid writing has moved into the position on the mdnitor' screen 
previously occupied by the line that was just read. This process is repeated line by 
line until the viewer has reached the bottom of the page. The steps described above 

f * * 

are then repeated for each successive page, ' 

Mode A permits the viewer to re*^ ace all or part of a line by merely releasing^ 
pressure on the two-posi^on foot peual, rotating its upper portion to the left, and 
depressing the pedal until the material he wishes to see a second time comes into 
view. Figure 6 shows the viewer reading in modii A. 

In mode B, the camera can be brought to the left end of its path by, for fexample, 
turning the small switch on the left side of the front face of the unit to "SINGLE 
CYCLE” and depressing the "START” button. Care must be taken to be sure that 
the "FORWARD SPEED” and "REVERSE SPEED” knobs are not set on zero, for 

I 

if they are, the camera will not recycle. 

When ihe camera is at its left margin, the reading material can be located so 
that the image of its left margin and that of its first line are conveniently located 
on the monitor screen. If the switch on the left side of the front of the unit is then 
turned to' ’’AUTO-RECYCLE” and the ’’START” button is depressed, the camera 
will move automatically from left to right and from right to left at speeds that are 
governed by the ’’FORWARD SPEED” and ’’REVERSE SPEED” knobs. Since Eng- 
lish and other languages are written and printed from left to righf, no useful 
information is conveyed to the viewer while the camera is mpving to the left, and 
it is advisable to turn the ’’REVERSE SPEED” knob to its maximum setting. The 
preferred setting of the ’’FORWARD SPEED” knob is determined by an iterative 
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Fig. 6 — RANDSIGHT II beSig used for reading ^in' mode A ' 
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process involving adjusting the knob and, for example, running over 'the first line 
one wishesito read until the speed with which the camera moves to the right is 
compatible with the viewer’s reading comfort. Once this is done, and while the 
camera is nearing the end of its traverse toward the right or returning to tfie left 
end of its path, the viewer moves the reading matter toward the rear of the /Support- 
ing desk or table so that the next line moves into the position on the monitor screen 
occupied by the previous line. The viewer then reads that line while the camera 
makes its way to the right end of its path. Subsequent lines are brought into position 
on the monitor screen as just described. 

In mode B the viewer may interrupt the camera’s motion W the right and send 
- it rapidly and directly back to the left en^d of its path by merely depressing the rapid 
return pedal. This is particularly hejpful wh§n the remainder of a line contains no 
additional information. v . 

Occasionally it may be useful to adjust the "FORWARD SPEED” knob so that 
the print or handwriting progresses across the screen slightly more rapidly th^n the 
viewer would initially consider comfortable or desirable. If this were done, it might 
be possible for the viewer to increase his reading speed. However, in some cases, it 
is advisable for the viewer to select a‘ forward speed that does not tend to overly 
challenge or threaten him. In any event, when working with RANDSIGHT II, 
it is not advisable to try to improve one’s overall reading speed. 

Reading m'mode C is-carried out much as it is in mode'^A with some important 
exceptions. In mpde C the camera’s left-to-right^and-Vight-to-left motions are con- 
trolled by the one-position foot' pedal. Since throne-position foot pedal is only 
capable of regulating the rate at which the camera cycles back and forth between 
the end points of its pqth, it is not capaBlp>at any arbitrary time of causing the 
camera to retrace a portio^of its path. However, in mode C the rapid return pedal 
is semiautomatic; By depressing that pedal while the one-position foot pedal is being 
depressed, it is possible to start the camera back to the left end of its path. . 

The one^position foot pedal tends to cause the camera to leap to the right (left) 
when it, reaches the left (right) end of its path if care is not taken to release pressure 
on the i^dal just before this occurs. This is especially annoying when it occurs at 
the left end of the camera’s path. * 



i. 



WRITING , 

To write with RANDSIGHT II, the viewer places his writing material on the 
supporting desk or ^ble at whatever angle H„e finds convenient and comfortable,'® 
and rotates the camera mount until the image of the writing material on the 

We have found that most people who have tried touse our RANDSIGHT equipment prefer to write 
on lined paper, because the lines allow them to judge easily when the image of the paper is erect and 
when their writing is falling away from the rulings. Genensky, who has used this equipment,.on a 
day-to-day basis, has fojmd that it is not too difficult to write on nonruled paper and still generate 
handwriting that is straight and evenly spaced, wordwise and linewise. 
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monitor is erect. As in the case of reading, it may be necessary to change the distance 
between the zoom lens and the writing materia! to bring the image into focus. To ♦ 
do this the viewer is advised to follow the steps describedvin the previous sectiofr 
The vie\yer is free to work with either monitor. As was pointed out, right- ^ 
^ handed toersons. prefer to use the monitor ori the left and left-handed persons, the 
one on tne right. The viewer should make himself comfortable in a chair before the 
preferred monitor, and should position the cMir So thaf he can easily manipulate 
, the writing equipment and bring the TV monitor into a pc sition and orientation that^' 
is convenient for viewing. * \ 

To write with RANDSIGHT II, the viewer uses either mode A or Q Mode B is 
not very satisfactory for writing, because unless the viewer knows exactly wna^ he 
wants to write at every moment, the camera will tend to either lead or lag relative 
to the rate at which the viewer is able*to commit his thoughts and, ideas to paper. 

In either mode A or C, the viewer holds downithe writing material with one 
hand and grips his pen or pencil with the other. Tbo nonwriting h^nd usua^lly holds 
the paper in place by means of th^humb and the first two or thr^e fingers. Either 
one or both hands may be used to push the writing material along and toward the 
» rear of the supporting desk or table to qause the image of that material to advance 
from line to line. 

t 

, In mode A, the viewer, using the two-position foot pedal, first causes the camera 
to move tQ the left end of its path and then locates his writing material so that the 
image of its left margin and the first line on which he wishes to write are conven- 
, iently located on the monitor screen. He then rotafes the upper portion of the foot 
pedal to the right, and as he begins to write, he depresses ^e pedal in such a way 
as to keep the writing end o^is pen or pencil in view oh the monitor screen, so that 
the image of the pen or penal ranges over a very small area of the display surface. 
Genensky has found that this can be accomplished by bringing the image of the 
writing end of his pen or pencil into view ..and within a selected small area of the . 
screen, writing a few symbols, depressing the foot pedal so as to shift the camera 
enough to bring the image of the writing end of the pen or pencil to. where it was 
prior to writing those symbols, releasing pressure on the pedal, writing a few more 
symbols, and repeating the process until the right margin of the writing naaterial 
is attained. When this occurs, the viewer rotates the upper portion of the foQt pedal 
to the left, depresses it'^o as to cause the camera to traverse rapidly to the left end 
of its path, and then, using one or both hands, pushes the writing material toward 
the rear of the supporting table or desk to move the line on which he now wishes 
, to write into the position on the monitor screen previously occupied by the line on 
which he just finished writing. The process described above iff'^^tinued until the 
viewer reaches the bottom of the page and is repeated for each successive pag^. 

In mode A the viewe(;can retrace a portion of a line.at any tj/rae using the simple 
technique described in the'previous section. As mentioned earlier, mode C can,also 
be u^d for writing though, compared with writing in mode A, mode C is not as 
satisfactory for the sprae reasons as those.given with regard to ’•eading in mode C. 
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SUMMARY REMAJ^KS 

r 

RANDSIGHT II is an experimental CCTV system that incorporates features 
not found in any other CCTV system prior to its construction. These include (Da 
vertically mounted, down-pointing camera that can be translated horizontally'' in 
any vertical plane passing through the optical axis of the camera by means of an 
electric motor drive with automatic or foot- or hand-ojierated coritrols, and (2) moni- 
tor mounts that have two translational and three rotational degrees of freedom that 
allow each monitor to be placed in any desired position or attitude. Each monitor 
is equipped with circuitry and controls that are capable of producing contrast rever- 
sal and an electronic window.' 

Although FANDSIGHT II was completed too late in. the project to have under- 
gpne extensive testing, the little testing that did occur indicates that it is easy and 
comfortable to use in mode for both reading and writing and in mode B for reading. 
In mode B it offers interesting possibilities as a method of assisting the partially 
lighted (as well as the normally sighted) to improve their reading speed and compre- 
hension, Several teachers oi the partially sighted who have seen RANDSIGHT II in 
use and have tried it themselves have expressed enthusiasm concerning its potential 
value in resource roopis. . .. 

As currently configured, or perhaps with some modiQf^ons, modes A r.ad B 
may also be of value to those who have missing, inoperative, ^partially operative 
limbs. For these people, the ability to make tjie camera move from., line to line, as’ 
well as to scan a line using automatic or'fobt-faperated controls, may be desirable and 
deserves to be investigated. A modification oi]m.ode C to provide an automatyj rapid 
return, capability might also be of interest. I \ 
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III. X-RADIATION 



To determine the^c-radintion emitted by the monitors used in our RANDSIGHT 
research, as well as that emitted by a set of larger monitors used in other Rand 
projects, we contacted and evaluated the responses of a half-dozen companies en- 
gaged in the development, rhanufacture, and distribution of radiation-measuring? 
instruments. It was decided to hire' J..L. Shepherd and Associates, Glendale, Cali- 
fornia, not only because their equipment was suitably designed but also because they 
were willing to send equipment a^d personnel to Rand^. In November 1970, President 
Shepherd came to our offices and made the necessary measurements on six TV 
monitors. The make, alphanumeric designation, aerial number, and acceleration 
voltage of the six monitors examined are given in Table 1. 

Measurertients were made with a ''J. L. Shepherd and Associates USM-IA rate 
meter” equipped .with an SP-12GM probe, %vhich had a 1-sq-in. mica window (density 
1.4 mg/cm^). The efficiency of the SP-12 probe is 2.5/^percent as measured against 
a ^^Fe standard source that emits 5.9 kev photons. 'Ais source is manufactured by 
Isotope Peoducts Laboratories, and its calibration is traceable to standard sources 
at the National Bureau of S^ahdards. All of the monitors examined had maximum 
count rates (above background) of less than 80 cot^njs per minute. Furthermore, the 
actual count rate was below the sensitivity of the equipment used in the survey over 
most of the monitc ^s'/aces and within their interiors. 

^ With respect to the detection equipment used in making these radiation meas- 
urements, 82 counts per minute represents a radiation field of 0'^17 microroentgens 
per hour for 10-kev x-rays and 0.32.microroenlgens per hour for 19-kev x-rays. 

All the monitors surveyed were scanned on all accessible faces,^ and all scans 
were made directly against the surfaces under examination. One of the Shibaden 
monitors was scanned with its case removed, and another was scanned with and 
without its transparent plastic face plate. One t!!onrac monitor was also scanned 
without its protective housing. 

Mr. Shepherd concluded, and we concur, that for the 10-kv Shibaden and 19-kv 
Conrac monitors tested, epcternal radiation levels from the monitors are significantly 

‘ Six faces in the case of the 9-in. Shibadens and five in the case of the massive consoles that contained 
the 19-in. Conracs. 






^Table 1 

INSTRUMENTS' MEASURED FOR X-RADIATION 



Instrument 

Identification 




Acceleration 
Voltage 
.. (kv) 


Shibaden VM-903 
LA 10802, 

Serial No. 090906 


10 


Shibaden ,VM-903 ' 

RA 02039, 

Seri-al No. 030562 


10 


Shibaden VM-903 
RA 02039, 

Serial No. 030732 


> 

10 


Conrac CQF-9 

Serial No. 171362 


19 - 


Conrac CQF-21/875-60 
Serial No. 184778 


19 


Conrac CQE-17-875/945SP 
Serial No. 99217 


19 . 






less than 5 percent of background radiation^'^e believe that on the basis of these 
tests and on calciriations that we reported in lj969 [4], it is safe to conclude-that a 
person does not expose hin^self to any radiation hazard from black-and-white TV 
monitors. and receivers operating at 19 kv or less even if he were to bring his eyes 
up to the face plate of such monitors for ind6j[initely long peripds of time. 

’A letter from J. L. Shepherd and Associates to The Rand Corporation dated 
December 2, 1970, is reproduced in App. A to this report. This letter contains the 
findings that they made during tljeir visit to Rand in November 1970. 



“ The total background radiation received per annum by human beings at sea level, is 80 tfiillirems 
(30 millirems from cosmic rays and 50 miljirems from, terrestrial sources). For x-radiation, 1 rem is 
approximately equal to 1 rad, and if we assume that for the human eye the absorbed x-radiption in rads 
is 0.9 times the exposure dose in air nieasured im roentgens, we may conclude that the exposure dose in 
air at sea level from background radiation is 89 millifoentgens peryearer about 10 niicroroentgens per 
hour. . “ L . 



/ 
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IV. X-Y PLATFORM 



The X-Y Platform, designed by R. W. Clewett and fabricated in the Rand model 
shop, is’a hand-operated mechanical device that has profoundly affected the design 
of closed circuit TV systems for the partially sighted. It has enabled manufacturers 
of quality instruments to design equipment for roughly half the price prevailing 
prior to the design and evaluations of our platform. ‘ Most important is that the use 
of an X-Y Platform simplifies instrument design without sacrificing instrument 
quality. It is now possible to maneuver, easily and rapidly, reading and writing 
materials below a fixed camera. This appears to be preferable to having the camera 
or its lens, system move, through a hand-operated control, in order to achieve line 
or page scanning. This change in the basic concept of earlier RAFDSIGHT-type 
instruments led to the cost reduction described above. 

The discussion that follows is taken in large measure from Ref 6, Additional 
details regarding our X-Y Platform and its operations are given in that reference. 



DESCRIPTION OF THE X-Y PLATFORM 

The X-Y Platforms<currently in use with RANDSIGHT I and occasionally with 
RANDSIGHT II may be thought of as consisting of four relatively thin layers. The 
bottom layer is made up of a 12 by 14-in. rectangular aluminum base plate (1),^ Yie 
in. thick, to which is cemented a V^t-in. rubber pad (2) of the same dimensions. The 
rubber pad prevents the X-Y Platform from slipping on a smooth desk or table and 
reduces the possibility of scratching or otherwise damaging the supporting surface. 
The second layer consists of a pair of Jonathan 145 QD *Thinline” aluminum drawer 
slides.^ The inner members (3) of these slide^afe held in place by screws that attach 

. u 

f,. * . 

‘ See footnote 5 on page 2. 

“ Throughout the remainder ol' this section, names of various parts of the X-Y Platform will be 
followed by numbers enclosed in parentheses the first time a name is mentioned in a paragraph (see the 
list on p. 28). The numbers ia parentheses also appear in conjunction with Figs. 7, 8. and 9. There they 
indicate where the part being discussed is located in the overall design of the platform. 

Jonathan Manufacturing Company, Fullerton, California. 
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both the members and the stop blocks (4) to the aluminum base .plate. Each of the 
members of this pair of slides is 12 in. long, and the stop blocks are positioned to 
p^Ormit the outer members (5) to move through a distance of 8% in. This pair of 
drawer slides go'^erns the left-to-right and righMo-left motions of the X'Y Platform’s 
working surface (6). The third layerxonsists of another pair of drawer slides placed 
at right angles he slides in the second layer. The inner members (7), of these slides 
are held in place by screws that pass through their stop blocks (8)’and terminate in 
the outer members of the slides in the second layer of the platform. Each of the slides 
in the third layer is 14 in. long, and its stop blocks allow its outer member (9) to 
traverse a distance of 11% in. These slides controbthe line-to-line motion of the X-Y 
Platform’s working surface. The fourth and topmost layer of the platform is the 
working surface, consisting of a 12 by 14dn, rectangular sheet of masonite. Vs m,‘ 
thick, topped by a %4-in. sheet of steel of the same dimensions,'* This topmost layer 
is held in place by screws that fasten outer members of the slides in the X-Y 

Platform’s third layer, 

LIST OF PARTS OF THE X-Y PLATFORM SHOWN IN FIGS, 7, 8, AND 9 



1. 


Base plate 


10. 


Adjusting rod 


2. 


Rubber pad 


11. 


Pillow block 


3. 


Inner member of drawer slide 


12. 


Anchor block 




(second layer) 


13. 


Knob 


4. 


Stop block (second layer) 


14. 


Sprifig bar 


5. 


Outer member of drawer slide 


15. 


Spring 




(second layer) 


16. 


Lever bar 


6. 


Working surface 


17. 


Pivot stud 


7. 


Inner members of drawer slid^ 


18. 


Brake shoe 


. 


(third layer) 


19. 


Brake rail 


8. 


Stop block (third layer) 


20. 


Steel balls 


9. 


Outer member of drawer slide 
(third layer) 







Our experier:e has shown that it is advisable to provide a means of imposing 
, ' a variable source ofjrictional loading on the drawer slides that govern the line-to- 

. line motion of the X-Y Platform’s working surface. When this is done, even if the 

TV camera is transmitting a highly magnified image, it is possible for young and old 
alike to easily guifle the platform’s working surface so that the image of a portion 
of a line of print remains horizontal and does not drift up or down on the TV monitor 
as the working surface is moved to the left or right. 

The friction mechanism oT the "X-Y Platform is shown in Fig. 9. The adjusting 

‘ s' 

- . The steel sheet permits magnets to be used to hold one or more sheets of paper flat and in place 
oh the, upper face of the working surface, Genensky has found that while this ^ a viable technique for 
molding paper in place, it is no better 'than, and perhaps inferior to, using a heavy'steel bar. 

f ' -i a . ■ d ' ' 
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Fig. 8 — X-Y Platform lying on its worKing surface (the base plate has been 
removed to show details of the drawer slide coru;t ruction) 






F’>g- Platform lying on its working surface (the base plate has been 

removed to show details of the braking system and drawer slide construction! 












rod ( 10) is supported by the pillow block (11) and the anchor block (12), These blocks 
are screwed onto the. bottom sfde ofthe working surface (6) and move withit. As the 
knob (13) ofthe adjustibg rod is turned and the rod^screws into the anchor block, 
it carries the spring bar| (14) forward, compressing the springs (15) against the ends 
of‘the lever bars (<16)."Tnis spring force is directed by Ihe (ever bars and pivot studs 
(17) to the brake shoes (^18), forcing them against^the brake rails (19), As the spring 
and brake shoe assembly is moving with the vyorking surface, and the brake rails 
lire fixed, this resulti/ in the desired friction during the line-todine motion of' the 
platform. The relt^iively large contact area of' the brake slices and the low spring 
constant give a smooth; even drag that can" be increased by turning the knob. 

When clos^, both of' the X-Y Platforms are 14 in, long, 12 in, wide, and about 
1% in. high. They weigh 14 lb and their moving parts weigh SV^Ib, The small height 
and the distribution of' mass of'these platforms appear to be desirable features. The 
thin construction permits a viewer to sit at a normal table or desk, move the 
platform’s working surface (6), and manipulate reading and writing material on that 
surface with his hapds, wrists, or arms located in natural and comfortable positions, 
The mass or weight of the platform and its distribution allow the viewer to maintain 
full control of' the motion of the working surface. Genensky reports that these 
features, coupled with ample friction applied to the drawer slides governing the 
line-to-line motion ofthe working surface, permit him to work comfortably with the 
platform for hours at a time. At times he is not even conscious of the presence of 
^ the platform, or that he is manipulating it while reading or writing. We must confess 
that we were surprised that the partially sighted preferred to work with a fairly 
massive X-Y Platform rather than with a light one. 

A list of design criteria for an X-Y Platform is given in Sec, VIII, 



READING AND WRITING WITH THE X-Y PLATFORM 

To read with the X-Y Platform, the vievJer first fo>^places his reading material 
on the working surface, centers and aligns it with respect to the edges of that 
surface, /"c^puMs the worjsjng surface toward him until the top line oL,the material 
is visible and% a convenient height on the monitor screen, and (d) mowes the 
working surface to the right until the left margin ofthe reading matter is clearly 
visible on the screen. He then moves the working surface to the left a’nd reads 
the words on the top line of the page as they pass by on the monitor screen. When 
he comes to the end ofthe line, he f'/)pilshes the working surface rapidly to the right 
until the left margin is again visible on the screen. He pushes the X-Y Platform 
away from him until the second line has moved to the height on the screen that had 
previously been occupied by the first line. He pulls the working surface to the 
left and reads the content of the second line. After cqnripleting the reading of that 
line, he moves the working surface rapidly to the'right until he sees the left 
margin. He repeats steps ^^fthrough (i/for each successive line until he reaches the 
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bottom of the page. He then turns to th^ next page and repeats the procedure 
outlined above, ^ 

Figure 10 shows RANDSIGHT I equipped with an X-Y Platform for reading. ^ 
Note that the operator is using an electronic window adjusted to present three lines 
-.oQexL-while the right-hand monitor is set to display only one line of text, (The 
electronic window is described further in Sec, VI,) . '* 

To write with the X-Y Platform, the viewer first (a) places his writing pad or 
wriUng paper on the working surface, ^6>^centers and aligns it with the edges of that 
surface, ('ey pulls th^ working surface toward him until the line on which he wishes 
to begin writing appears at a convenient height on the monitor screen, and (d)xnoves 
the working surface to the right until the left margin of the'writifig material is 
clearly visible on the screen. He then ('eyplacejSL^his nonwriting hand on the working 
surface and on an edge of the writing pad or paper, (/Amoves his pencil or pen up 
the left-hand, margin of the writing material untiHhe sees it on the monitor screen, 
and (g) positions the pen or pencil to commence writing. 

The actual process of writing may appear complex but in reality is very simple 
and is mastered in a matter of minutes by most viewers. It is accomplished as follows: 

The viewer yAy writes holding his pen or pencil in his writing hand and ("iVpulls the 
working surface to the left with his other hand at a rate that permits the writing 
end of his pen or pencil to be seen oh the monitor Screen at all times, Genensky finds 
it convenient to move the workhig surface to the left at a rate that just compensates 
for the rate at which he is writing. This permits him to view the writing end of his 
pen or pencil at roughly, the same place on the monitor screen whenever he is 
actually putting symbols on paper. 

On reaching the end of a line, the viewei^ (/Vlifts his pen or pencil from the paper 
and with his other hand/^y pushes the working surface to the right until the left 
margin of thQ writing pad or paper is cle^ly-visible on the mpnitor screen. Using 
his writing hand, he (1) pushes the working surface away from him qntil the next 
line on which he wishes to write is in the" position previously occupied by the last 
line on which he wrote. Steps through (Dare repeated until the viewer reaches 
th^nd of the page, and the whole process, starting with (a), i^ repeated for each page 
until he complies his writing. 

Figure 11 shows RANDSIGHT I equipped with an X-Y Platform being used for 
writing. Note that the operator is writilig wdth his rigl^ hand and using his left hand 
to hold the writing tablet in place and to maneuver the working surface. 



/ 
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Fig. 10 — X-Y Platform being used for reading in conjunction with RANDSIGHT I 




Fig. 11 X-Y Platform being used for writing in conjunction with RANDSIGHT I 




V. PERFORMANCE OF PARTIALLY SIGHTED WITH 
RANDSIGHT I EQUIPPED WITH AN^ X-Y PLATFORM 

j ' 



Although our grant from the Social and Rehabilitation Service did not require 
us to-go beyond proof testing RANDSIGHT II, we did engage in an informal testing 
program using RANDSIGHT L* The stimulus for that program was due in part to 
the many, requests from ophthalmologists, optometrists, educators, and rehabilita-a> 
tion personnel that we permit their partially sighted patients and clients to examine 
and try our RANDSIGHT equipment. Many other requests for help and advice^ were 
generated by George A. W. Boehm’s Readers Digest article on our RANDSIGHT 
research (see Ref 9). We were delighted with the opportunity this gave us to assist 
the partially sighted and to gather valuable data regarding this grou*p and its 
, performance with pur RANDSIGHT equipment. 

We tried to see as many as possible of the partially sighted who directly or 
indirectly sought our assistance and who were able to come to our offices. Each 
partially sighted! person (hereafter referred to as "subject”) who visited our facility 
was given about two hours of our time, and with few exceptions, each of them n^ade 
but one visit to our offices. We would have liked to have seen many of our subjects 
two or more times, but the demands, for our time and attention were too great to 
permit us to do this. Our records show that during the last 16 months, we have seen 
over 120 subjects and we have communicated by mail or phone with over 5000 other 
people who have visual problems or have family or friends who are partially sighted. 

Although our testing program was informal, it did develop a somewhat predict- 
able format, which is described below. 



TEST PROCEDURE i 

First, the subject was asked to supply such data as his name, address, age, and 
sex; the nature of his visual disorders, when those disorders were known or thought 

‘ RANDSIGHT I as it currently exists and as it existed during this testing program is described in 
App. B. » 
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to have originated, and when they were first detected; the extent of the subject’s 
formal education and whether he was a student, empjoyed, unemployed, or retired. 
This data gathering was usually followed by Genensky giving a detailed and frank 
description of his own visual disorder, including its history, the extenf of his visual 
field, and the level of his visual acuity. Thus, the subject was, made aware that he 
was dealing with someone who was himself partially sighted and hence understood 
firsthand what it was to be visually impaired. In most cases? it turned out that the 
subject’s visual acuity exceeded Genensky’s. If.the subject or family or friends who 
accompanied him to our offices wanted additional information regarding Genensky< 
— for example, his education, career, or methods of coping with and integrating into 
the sighted society — tha\; information was gladly provided. Otw policy of trying to 
answer all questions played an important part in placing the subject ab his ease, 
particularly if he had more residual vision than Genensky. For in that case, the 
subject was able to make a comparison that often led him to conclude that, visually 
speaking, he was much less impaired than he had previously thought, and as a result 
might be in a better position to cope with his partial eyesight. Our open exchange 
of vision»information also helped the subject’s family and friends to gfasp a more 
realistic understanding of his visual capability; consequently, they were in a better 
position to provide him with the help and assistance that he actually rather 

than the help and assistance they had perceived he needed. 

The subject’s distance visual acuity was measured at 5 or 10 ft, using such tests 
as the Feinbloom ""Distance Test Chart for the Partially Sighted,’’ the Good-Lite 
"Symbols for 10 Feet,” or the "Sloan Letters for 20 Feet,” and the results we/e 
converted to the equivalent Snellen acuity at 20 ft. Whenever possible we used the 
Feinbloom chart because, at 5 or 10 ft^ almost all of our subjects could resolve at least 
one or two numbers on thatrehart. Had we used the conventional approach of asking 
o?ir subjects to read at 20 ft from a chart designed for persons with relatively good 
vision (e.g., the "Snellen” types), most of our sQbjects would have had to report that 
they could not resolve a single symbol. We firrbly believe that the partially sighted, 
like the normally sighted, do not wish to be placed in a position in which they are 
guaranteed to fail. Like the fully sighted, they respond positively to an opportunfty 
to achieve, ai^d our entire test procedure is designed to give them every cjjance to 
succeed. We, of course, were not always successful, because some subjects do not 
possess the mental, mechanical, or visual capacity needed to carry out the various 
tasks and operations involved in our procedure. Nevertheless, we were continually 
on the alert to do all we could to encourage and assist our subjects. 

Visual acuity was measured for both the left and right eye with and without 
corrective lenses. The only corrective lenses usec^ in the procedure were those that 
the subject was wearing or happened to bring with him. If he did wear or carry 
corrective lenses, we tried to ascertain how long he had had them, how, often he wore 
them, and |br what piirpqses he used them. ^ 

If the subject’s visual acuity appeared to be distinctly better than Genensky’s, 
and if we believed that it would be beneficial to him or a member of his imrnediate 
family, we asked the subject to administer the acuity test he had just completed to 
Genfensky..The effecLof this technique is often very gratifying, because the subject. 
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his relatives, as well as others in t|ie room are greatly encouraged by this concrete 
evidence that the subject can in fact see better than Genensky, and thus, in most 
cases, need not resign himself to coping with the sighted world as do the functionally 
blind, but rather in ways that make i^ximum use of his residual vision. 

On completing the visual acuity measurements, the subject was asked to look 
throtigh a set of clear and colored transparent plastic squares in the direction of the 
overhead fluorescent lighting and to reportxfor each square the coloV he observed. 
Using this test, it is remarkable how many partially sighted people have very good 
color discrimination. However, this test failsNto measure how well the partially 
sighted are able tS discriminate color in the presence of ordinary room lighting or 
illumination that falls below that normally encountered in the office or the home. 
Because the discrimination threshold of the partially sighted tends to be higher, it 
is likely that under ordinary conditions the color diWrimination of many partially 
sighted will prove to be distinctly inferior to that of the ’’normally” sighted. 

The subject was then introduced to RANDSIGHT I, equipped with an X Y 
Platform. This usually involved describing the instrument’s various parts and how 
they interact Sometimes an explanation was also given of such questions as why an 
electro-optical device is able to produce a brighter, higher contrast image than a 
pure optical device, why it is vitally important to design an instrument that the 
partially sighted can use naturally and comfortably, and what contrast reversal and 
an electronic window are and how they benefit some oj^the partially sighted. 

The subject was shown how to read with the help of the device and was given 
an opportunity to read with it himself. After he had read for about 5 minutes, several 
measurements were made: the linear magfiificetion of tlie print viewed on the 
monitor screen, the distance between the subject’s eyes and the monitor screen, and 
the rate at which he read (measured in words per minute). The first two measure- 
ments permitted us to calculate the effective magnification at which he read. Usu- 
ally these measurements were made two or three times during the period the subject 
was using RANDSIGHT I to read. In most cases, 'it was found that the effective 
magnification does not change appreciably, but the reading rate tends to increase ' 
and sometimes quite dramatically, giving the distinct impression of a learning or 
relearning process. Some of the increase in reading rate may be due to improvement 
in subject adroitness in handling the instrument, and sonj^e of it i? probably due to 
the subject actually learning or relearning t6 read visually. It should be noted that 
all measurements of the subject’s reading rate were made with him reading aloud. 

If the subject failed to read well with RANDSIGHT I, we did not automatically 
conclude that his poor performance was due entirely to his poor vision. In such cases, 
we inquired as to when the subject last read printed or handwritten material, how 
he and/or his relatives and friends would rate his reading ability, and what kinds 
of material he had read in the past. Such questions sometimes led usto conclude that 
we were not usi^g reading material appropriate for the subject, and when we 
changed to mor^ Citable material, we frequently found that the subject’s interest 
in trying to read improvecf and his reading rate increased. 

Usually we would have a subject read double-spaced typewritten material, 
newsprint, or graded readers. However, we did not discourage thfe subject frbm 
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reading the material that he had brought with him, which generally consisted of 
reading matter that he considered importanrto his education, vocation, or leisure. 
Among the materials brought to our offices were law books, programming manuals, 
geographies, novels, magazines, and telephone directories. It should be noted that 
we rarely made our reading measurement using the subject’s own reading matter, 
because we wished to avoid the possibility of obtaining abnormally high readlhg 
rates! resulting from the subject’s prior exposure to the context of the reading mat- 
ter. ^ - 

After we completed our measurements with respect to reading, we asked the 
subject if he would li' e to try to w^ite with the help of RANDSIGHT I, Most subjects 
were immediately ’ aiing, although some found reading with the instrument so 
enjoyable that they asked if they might continue to keep reading. We, of course, tried 
to comply with this request, but the fact that we could devote only two hours to a 
subject, and rarely ever saw him a second time, often forced us to ask the subject 
to stop reading sooner than we would have liked to. 

Some subjects showed no desire to try to write. This may be due to several 
causes; The subjects may never have learned to write in the sighted sense of that 
operation; they may perceive that their handwriting is so poor that they are not 
willing to show it to others; they may have forgotten how to write; or although they 
know how to write, they may be unwilling to do so when asked, Th^atter three 
reasons appear to be particularly applicable to the elderly. If a subject, no matter 
what his age may be, has psychologically dropped out of the sighted or partially 
sighted community, he may refuse to try to write because he no longer possesses the 
motivation needed to succeed in the sighted world. 

Subjects who expressed interest were given a demonstration of how to writ4 
with the help of the instrument, and they were then permitted to write themselves. 
We suggested that they first write or print the alphabet, whereupon they were 
encouraged to write words and ^ntences — usually of their own choosing. While the 
subject was writing, measurements were made of the distance between his eyes and 
the monitor screen, and when he stopped writing the linear magnification of the 
image of his handwriting was determined. Judgments of the quality of the subject’s 
handwriting were made and, in most cases, a sample of the subject’s handwriting 
was affixed to our record of his-visit. 

We found, that some subjects, without the aid of optical or electro-optical instru- 
ments ar d without actually seeing what they were doing, were able to write fairly 
satisfactorily with a pen or pencil. However, when they were asked to write down 
a column of numnars and then to add them without the aid of RANDSIGHT I, they 
were unable to doteo. This is due to the fact that in general the successful execution 
of this sequence of operations requires the use of at least some residual vision. When 
these subjects were asked to cari*y out these operations using RANDSIGHT I, they 
frequently succeeded, ^nd came to realize, or perhaps were more prepared to admit, 
that without the aid of.an optical or electro-optical device they were unable to both 
write and see what they ^rewriting or had written. 

Some subjects broiimt with them their own writing Materials, for example,** a 
ledger, a programming chart, or a checkbook. We were delighted when this occurred. 
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and we did all we could to show them how they could use RANDSIGHT to work with 
these materials. 

If time permitted, if’ the subject appeared interested, or if we believed it worth- 
while, we explained to him how binoculars have helped Genensky to do such things 
as read a chalkboard while seated in a classroom, read charts or slides in. the course 
of a lecture, determine the status of a traffic signal, locate merchandise in a store, 
and watch movies^ plays, TV, and sports events. We then showed the sitbject how 
to use our wide-angle 7 by 35 binoculars, and encouraged him to try to use therh to 
read printed and handwritten symbols, words, and sentences that we wrote on a 
chalkboard. With the . help of the binoculars, many subjects were able to resolve 
printed and handwritten materiaik when it was 1 or 2 in., high at distances as great 
as 15 fl from the chalkboard. Students and adults of working age, who succeeded in 
using the binoculars, were particularly excited about how they might be able’to use 
this versatile visual aid to further their education or career. 

We have been surprised, and frankly shocked, to learn that ft w clinicians are 
aware of how valuable a pair of binoculars can be to a person with limited eyesight. 
As in the case of closed circuit TV systems for the partially sighted, we have done 
all we can toTnform clinicians, the partially sighted, and the general public about 
the potential value of this readily available and too-long-ignored visual aid. 
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TEST RESULTS 



The -records of 81 subjects who have used RANDSIGHT I since it was first 
equipped with an X-Y Platform were selected for analysis. These were chosen on the 
basis of the following criteria: ^ 



T The records contained sufficient data concerning the subject’s visual disor- 
ders. 

2. The subject had not been exposed to a closed circuit TV system for the 

partially sighted before visiting our offices. ; 

3. The records included the subject’s age, his sex, and the approximate date 
of onset of his visual disorders. 



It must-be emphasized that these subjects were not chosen at random from the 
overall partially sighted population. They were brought td'our attention either by 
clinicians, educators, or rehabilitation perspnnel, or by themselves, their family, or 
friends as a result of having read or heard about our research in popular or profes- 
sional articles. Most of ^se 'who came to see us were probably either highly moti- 
vated or were brought-^o our offices by family or friends who were anxious to help 
them, and have them succeed.^ Further, those who came to see us were either able 

In^a few instances, we noted that the subject was not highly motivated and that the members of 
his family who accompanied him appeared to have the attitude that once they had brought him to see 
us, their job w'as done, and the sooner they and he could leave the better. 
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to pay for their trans^)ortation, or t^eir family or friends were able to bear that 
expense. For many of these people, transportation costs ran quite high, as they came 
from all parts of the nation, as well as from countries as distant as Chile and India, 
however, eveh though our subjects were not chosen at random and probably under- 
represent partially sighted persons who lack motivation ^or have low incomes, they 
do represent a broad cross-section of the partially sighted with respect to such 
factors as age, education, visual acuity, and ocular pathology. Further, no attem^ . 
was made to filter the flow of subjects other than to discourage persons who had no 
residual vision whatsoever in both eyes. In view of these facts, we believe that the 
results of our informal testing are of value and worth reporting and analyzing. 

Table 2 contains a detailed breakdown of subject performance with RAND- 
SIGHT I, Column 1 contains the code number assigned to each subject. Because we 
often refer to Genensky’s experience with, and comments and conjectures about, our 
RANDSIGHT equipment, we decided to assign him the code letter ''G” and to 
include information about him and his performance with RANDSIGHT I as 

the first row in this table. No data concerning him or his performance appear in 
subsequent tables; nor are his data used in the observations made in the next section. 

Column 2 gives the subject’s eye disorder(s) as stated by his physician or, that 
not being available, by the subject, his parent, or guardian,^ Column 3 gives the 
subject’s sex, and column 4, his age. Column 5 shows whether the subject has any 
gross scotomas (central or peripheral ),» 

Columns 6 and 7 give the subject’s best distance visual acuity in the right (R) 
and left (L) eye, respectively. Here ''best” means the largest numerical value of 
distance visual acuity measured for each eye \yith or without corrective lenses and 
recorded in equivalent Snellen acuity at 20 ft. The symbols FC and LP that appear 
in columns 6 and 7 stand for finger counting and light perception; respectively. The 
blank spots in those columns indicate that no distance visual acuity measurement 
was made; either we failed to rnake the neasurement or we did try to make it but 
were unable to obtain a reliable value. In some cases, the subject tended to favor one 
eye to such an extent that it soon became clear that he was not using the other eye. 
When this occurred, we sometimes decided not to measure the acuity in the pon- 
dominant eye. 

Columns 8 through 12 present data regarding the results of the subject’s read- 
ing with RANDSIGHT I, Column 8 gives t0e distance in inches between the subject’s 
eyes and the monitor screen. This is referred to as the working distance (WD). 
Column 9 shows the linear magnification (LM) of the image on the monitor screen' 
to the printed material being read. Column 10 gives the effective magnification (EM), 
which is computed from the relationship 



EM = (16)(LM0/(WD), 



( 1 ) 



using the working distance (WD) andvlinear magnification (LM) given in columns 
8 and 9, respectively. Column 11 shows the best recorded reading rate in words per 

^ Occasionally, the subject, parent, or guardia:^ gave informatibn regarding the visual disordeiisi in 
lay language; this information has been recorded here in more conventional medical termiiiology. 
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minute (wpm). Column 12 gives the subject’s utility factor (UF) for reading. The UF 
takes on three values: ”S” when tKe subject could read 31 or more words per minute, 
''M” when he could read rhore than 2^words per minute but no more than 30,wo^^*ds 
per minute, and **U” when he could read no more than 2 words per minute, 

Columns ^3 through 16 present data regarding the Results of the subject’s writ- 
ing with RANDSIGHT I, Columns 13, 14, and 15 contain data similar to that given 
in columns 8, 9, and 10, respectively, only here they refer to writing rather than 
reading. The values of WD and LM in Eq, (1) are obtained from columns 13 and 14, 
respectively (rather than from columns 8 and 9), Column 16' gives ^the utility factor 
(UF) for writing and, as in the case of the UF for reading, it also takes on three 
values: ”s” if the subject’s handwriting using RANDSIGHT I was legible to the 
subject as well as to others and was reasonably well spaced, **m” if.his handwriting*' 
was legible at least by others and was not well spaced, and ”u” if he could not write 
at all or wrote so little or so poorly that a reasonable observer would have to conclude 
that either he could not write with the aid of the instrument or that he lacked the 
interest or incentive needed to write succevssfully with the device. 

The reader will note that for subjects 52, 54, and 57 the WD and LM are not 
known; yet for these people the UF takes on the value **s,” This is due to the fact 
that we obtained a large enough sample of their writing to judge its quality, but due 
to their insistence on frequently anH unpredictably varying the linear magnification 
and their location relative to the monitor, we were unable to obtain satisfactory 
values of LM and WD, 

Table 3 indicates how many subjects in all and how many subjects in "each 
decade of life are male or female, have visual acuities that fall in specified ranges, 
scored S, M, or U when reading with RANDSIGHT I, and rated 6, m, or u when 
writing. 

Table 4 gives the number of subjects having one and only one of each of the six 
most frequently reported visual disoriders, and the number that have one or more 
other visual disorders as well. For each of these groups, the table also gives the 
number who rated. S, M, or U foV reading and s, m, or u for writing. 



Table 8 gives for reading and writing the number of subjects who carried out 
3e operations at workinjg distances that fell within specified ranges. 



SOME OBSERVATIONS ON TEST RESULTS 

Thirty of the 81 subjects had more than one visual. disorder, and the four most 
prevalent-visual disorders among our 81 subjects were macular degeneration (29), 
cataracts (18), glaucoma (!()), and optic nerve involvement (10), (See Tables 2 and 4,) 
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Table 5 gives for'Teading and writing the nilmber of subject^ who carried out 
these operations within specified linear magnification ranges. 
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\he actual value of the visual acuity is between the two values shown, e.g., less than 20/50 but 
greater than or equal to 20/100, 
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Table 4 

READING AND WRITING PERFORMANCE OF SUBJECTS WITO THE SIX MOST PREVALENT r — 

VISUAL DISORDERS 



0^ 



. 


No . of 
Sub- 
jects 




Reading 

Performance 






Writing 

Performance 




visual Disorders 

^ 




M 


U 


? 


8 


m 


u 


? 


w 

Macular degeneration 
Alone 


19 


10 


6 


3 




10 


\ 

. 4 




5 


Plus other visual disorders 


10 


8 


1 ' 


1 


_ 


6 


_ 


_ 


4 








— 


**“ 


— 


’■ 


— — 


— 




Total 


CM 


18 


7 


4 


- 


16 


4 


- 


9 


Cataracts 

Alone 


3 


2 








1 


1 




1 


Plus other visual disorders 




5 


6 


- 


5 


3 


- 


7 


Total 


18 


7 


5 


6 


- 


6 


4 • 


- 


8 


Glaucoma ^ ^ 




















Alone 


2 


1 


1 






1 


1 






Plus other visual disorders ' 


_S 


4 


3 


1 


- 


4 


2 


- 


2 


Total 


10 


5 


4 


1 


- 


5 


3 


- 


2 


Optic nerve Ijivolvement 
Alone 


9 


4 


3 




2 


3 


2 


1 


3 


Plus other visual disorders 


_1 


1 


- 


- 


- 


1 


- 


- 


- 


Total 


10 


^5 


3 


- 


2 


4“ 


2 


1 


3 


Retinitis pigmentosa 
Alone 


6 


2 


2 


2 . 




2 


2 


1 


1 


Plus other visual disorders 


2 


1 


- 


1 


- 


1 




- 


1 


Total 


8 


3 


2 


3 


- 


‘3 


2 


1 


2 


Diabetic retinopathy 
Alone 


2 


1 


1 






1 


1 - 




( 


Plus other visual disorders 


5 


2 


1 


2 


- 


1 




- 


4 


Total 


7 ' 


3 


2 


2 

— U-i- 


- 


2 


1 


- 


4 
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Table 5 



LINEAR MAGNIFICATIONS REQUIRED FOR 
SUBJECTS TO READ AND WRITE 



Linear 

Magrflflcatlon 


No. of 


Subjects 


Reading 


Writing 


lx to 2isx ' 


7 


32 


3x to Aigx * 


23 


lA 


5x to 6^x 


13 


7 


7x to 8^x 


8 


2 


9x to lO^x 


lA 


— 


>• llx to 12^x 


9 


— 


13x to lA^gx 


2 


— 


13x to 16^x 


1 


— 


17x to ISigx 


1 


— 


19x to 20hx 


* /> 


— 


2 lx to 22^x 


1 


— 


Unknown 


' _2 


2^ 


Total 


81 


81 



EJighteen out of 29 subjects who had macular degeneration rated an S for read- 
ing and at least 16 scored an s for writing, whereas only 7 out of 18 subjects who 
had cataracts rated an ,S for reading and at least 6 scored an s for writing. Further, 
at least 40 percent of each visual group rated an S for reading. (See Table 4.) 

Fifty-nine of the subjects were male and 22 female and their ages ranged from 
7 to 90. Thirty-seven of them were 60 years old or older, 37 were between 20 arid 
59 years old, and only 7 were between 7 and 19 years old. (See Table 3.) 

Fifty-three of the 81 subjects definitely had scotomas. These nonfunctioning 
areas in the visual field became known to us either through the Subject’s medical 
record, our observations of his behavior during the test procedure, our direct ques- 
tioning, or through the subject’s comments and remarks. A cursory examination was 
carried out to determine the general location and magnitude of scotomas, but our 
already overtaxed procedure did not permit us to carry out detailed tangent screen 
tests, 

Only 2 of the 81 subjects (numbers 20 and 28) had suffered a visual loss within 
the year prior to visiting us. Although they rated UFs of M and m and S and s, 
respectively, they were nevertheless difficult to work with. This was no doubt due 
tp their deep emotional involvement with themselves resulting from the negative 
change in their visual status. 

The distance visual acuity (equivalent Snellen acuity at 20 ft) for the^St^ubjects 
ranged between 20/50 and 0. Forty-five of the 81 subjects have acuitie^hat are less 
than 20/100 but no worse than 20/4Q0. (See Table 3.) ^ 








Table ^6 



EFFECTIVE MAGNIFICATIONS REQUIRED FOR 
’SUBJECTS TO READ AND WRITE 



Effective 

Magnification 


No. of Sub^jects 


Reading 


Writing 


lx to 2^x 


. 


4 


3x to 4^x 


5 


9 


. 5x to 6^x 


7 


11 


7x to 8^x ’ 


9 


6 


9x to lO^x 


2 


4 


llx to 12hx 


3 


5 


13x to 14^x 


7 


3 


15x to 16^x 


7 


5 


17x to 18igx 


5 


— 


19x to 20^x 


5 


2 


21x to 22kx 


1 




23x to 24^x 


4 


1 


25x to 26^x 


2 


1 


27x to 28^x 


4 


.1 


29x to 30kx 


1 


— 


31x to 32^x 


3 . 


3 


33x to ‘38^x 


? 


— 


39x to 44^x 


6 




45x to 50^x 


1 


51x to 60^x 


2 


— 


61x to 70^x 


2 


— 


192x 


1 


— 


Unknown 


_2 




Total 


81 


8^ 



The linear magnifications selected for reading by the 81 subjects ranged be- 
tween 1 ViX and Seventy-four of them preferred a linear magnification in the 
range IV2X to I2V2X, and 23 in the range 3x to 4V2X. In all but one case, smaller linear 
magnifications were preferred for writing than for reading, and 44 of the subjects 
wrote at linear magnifications ranging between lx and 4V2X. The effective magnifi- 
cations relative to reading for 72 of the 81 subjects ranged rather evenly between 
3x and 44V2X. Relative to writing, 26 of the 55 subjects wrote at effective magnifica- 
tions ranging between 3x and 8V2X. (See Tables 5 and 6.) 

Forty-five of the 81 subjects rated an S for reading and 39 rated an s for writing; 
67 rated either an S Or M for reading and 56 rated an s or m for writing. This is very 

y 
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Table 7 



READING RATES ACHIEVED BY SUBJECTS 



Reading ^ 

Rate No. of 

(wpm) Sub.1ect8 

0 to 2 14 

3 to 10 1 

11 to 20 . 6 

21 to 30 6 

(a) i...,. 9 

31 to 39 13 

40 to 49 4 

50 to 59 8 

60 to 69 6 

70 to 79 5 

80 to 89 1 

90 to 99 3 

100 to 109 ‘ 1 

110 to 119 , 2 

120 to 190 _2 

Total 81 



^he subjects represented in this 
line of the table rated an M for read- 
ing, but the exact rate at which they 
read could not be determined^ It ? 
ranged between 3 and 30 wpm. This was 
due to one of several causes: the sub- 

jects were either too nervous to perform^ 
consistently, or they tired easily, or 
they showed marked signs of senility. 

i 

I 



encouraging, because the subjects reached this level of achievement with no more 
than 30 minutes of actual experience with RANDSIGHT I. Genensky's experience 
with GCTV system's indicates that most partially sighted people who initially read 
30 or more words per minute can easily expect that over time they will at least 
double their reading rate."* This observation appears to be supported by the experi- 
ence of some of our subjects; for example, after reading between 5 and about 20 
minutes, subject number 49, using newspaper column type, increased his reading 
rate from 50 to 90 wpm, and subjects 60 and 69, using double-spaced typewritten 

^ This may not be true of persons who initially read at relatively high reading rates, say, in excess 
of 150 words perminute. There may be an* upper limit at which a person can read with the aid of a CCTV 
system, which is set by the CCTV system itself and not by an inherent limitation of viewer ability. Edwin 
Mehr, O.D., of the University of California at Berkeley, suggested this possibility to us. 
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Table 8 

SUBJECTS* WORKING DISTANCES FROM 
MONITOR SCREEN 




Working 

Distance 

(in.) 


No, oft 


Subjects 


Reading 


Writing 


■ 1 


to 


ih 


A 


3 


3 


to 


Ais 


13 


19 


5 


to 




30 


18 


7 


to 


8 I 5 


lA 


8 


9 


to 


lOJs 


A ■ 


3 


11 


to 


12 Js 


8 


2 


13 


to 


lAJs 


3 


— 


15 


to 


16h 


2 


1 


17 


to 


18 


1 


f 1 


Unknown 




it 


Total 


81 


31 



material, increased their reading rates from 25 to 40 to 60 wpm and from 37 to 4&. 
to 65 wpm, respectively. It is also interesting to note that of the 22 subjects who rated 
an M for reading, at least 10 read between 20 and 30 words per minute. It is likely 
that persons who can read as few as 20 words per minute can also expect to double 
y^heir reading rate with time. ^ 

, ) It is important to recall that all our reading rate measurements were made with 
/ the subject reading aloud. Therefore, it is not unreasonable to assume that the 
reading rates of some subjects, particularly those who read, say, 50 or more words 
per minute, would have been higher had they read to themselves. However, for very 
slow readers, especially those v/ho had difficulty putting individual letters, syllables, 
or words together; we conjecture that their reading rates would not have changed 
appreciably had they read to themselves. 

Another factor that may have limited some of our subjects in their reading or 
writing performance is that we use only 9-in. monitors. Conversations with persons 
^involved in the manufacture and sale of CCl’V systems indicirte that the vast 
majority of their customers prefer to use much larger monitors. It is therefore 
possible that some of our subjects were inhibited by our 9-in. monitors and would 
have performed better if they could have used, say, a 12-, 15- or 17-in. monitor. 

Although Tables 2 through 8 do not record subject preference for contrast rever- 
sal, our |*ecords show that over 60 percent of the subjects, when viewing ordinary 
reading and writing materials, definitely preferred viewing a negative image to a 
positive one. 
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VI. ELECTRONIC IMAGE ENHANCEMENT 



One of the major advantages of CCl’V systems for vhe partially sighted is the 
ability to manipulate the electronic signals representing the image. By this mpans, 
we can actually improve the contrast over that available in the original material; 
in fact, the contrast can even be reversed from black on white to yhite on black, if 
desired. Extraneous material can be eliminated by appropriate electronics, giving 
the viewer a wide range of control of image characteristics. In this section, we discuss 
the various electronic techniques that we have explored; electronic circuit details 
are provided in the related appendices. 

i ■ 



CONTRAST REVERSAL 

One of the first areas we explored further in this project was contrast reversal, 
namely, the ability to electronically reverse the order of the gray scale.’ With 
contrast reversal, the image on a TV monitor of black type on a white background 
appears as white type on a hlaclTbackground. This is particularly valuable to par- 
tially sighted people who are bothered by scattered light, for example, persons who 
have scarriqg of the cornea, lens opacities, or light-scattering material floating ip 
either the anterior or posterior chambers of the eye. The value of contrast reversal 
is particularly striking for some partially sighl^ people who are photophobic, for 
normally they find reading and writing almost impossible. When they use a closed 
circuit TV system equipped with contrast rdversal, they are able to carry out these 
operations in relative comfort. When sqbjects were asked whether they preferred to 
view a positive or negative image of reading and writing materials, about 60 percent 
of them stated that they preferred the negative image. This is not surprising, be- 
cause most printed and handwritten material consists of dark symbols on a light 
background, an4 the area occupied by the symbols is significantly less than that 

’ Research on contrast reversal was begun before the start of our SRS grant (see Ref 5); it was 
continued under that grant, but until now we have not published the details of how contrast reversal was 
actually introduced into our Shibaden monitors. 
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occupied*' by the background. Thus, when such materials are viewed with a closed 
circuit TV system with normal contrast, the light entering the eye comers from the 
background and not from the symbols — but it is the symbols that carry most of the 
useful information,^ While the bright background may be distressing in itseU^to 
persons who are bothered by light scattering, some of the scattered light from the 
background will fall in the dark areas containing the information and thus will 
reduce image contrast and make reading and writing even more difficult, 

' When the contrast is reversed, ideally no light'comes to the eye from the back- 
ground and the only bright objects in the field of view are th6 symbols that convey 
most of the available information. The total amount of light reaching the eye is 
smaller than when contrast reversal is not used and is now more in harmony With 
the available information than before. This reduction in the total amount of light 
required to read or write is a distinct advantage for photophobics. Further, if the 
viewer’s eye tends to scatter light, with contrast reversal there is usually less light 
to be scattered' and thus the reduction of contrast should be less. 

Our experience’ has shown' that partially sighted people who suffer from light 
scattering within their eyes can read and write significantly longer when viewing 
a negative or reversed contrast image than when viewing a positive image, Ge- 
nensky reports that when he views a positive image, he is obliged to rest his eyes 
‘after 15 to 30 rninutesof reading or writing. However, when he uses reverse contrast, 
he is able to carry on these operations for hours without taking a break. 

Based on our Aperience, we^ strongly believe that any^telectro-opt;,ical system 
designed to aid the partially sighted to read or write should have the capability to 
provide an irriage with reversed contrast, 

CONTRAST ENHANCEMENT • " 

Another desirable capability that electro-optical systems permit is enhance- 
ment* of contrast over what is available in the source material. When Reading or 
writing, one is usually not concerned V^ith shades of gray but only with black and 
white (ignoring personal aesthetic preferences, for example, for green ink^on yellow, 
paper). This is particularly true for the partially sighted who, as a rule, need as much 
contrast as they can obtain, . > 

One way to accomplish high contrast electronically is to pass the vid^ signal 
through a threshold detector, which provides full output if the video signal is at any 
level above the threshold and no output for any video signal below Ihe threshold 
level. This supplies an output with a two-step gray scale, and the monitor controls 
can be set to make these values correspond to high brightness and complete blacTc- 
ness, respectively, or vice versa if contrast reversal is used. By providing a ^ontrol 
that varies the threshold value,' the viewer can detect a range of contrast values in 
^he material being viewed, 

‘ The background doe,s contain some information; for example, it provides the viewer with data 
regarding the spacing between lines, words, and sentences, ' . , ' 
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A major disadvantage of this approach becomes especially apparent when work- 
ing under low illumination conditions or with low contrast source material, such as 
a newspaper. Noise, which is always present in the video signal, varies with time 
and con trigger the threshold device off or on near the, edge of the character. The 
normally stationary edge of a character will seem to jump from side to side in a 
random fashion. Further, small spots in the background will turn off and on as the 
noise carries the video signal above and below the threshold, creating a scintillating 
effect that is most annoying. 

These problems can be avoided by modifying the threshold device to produce a 
nonlinear gray scale rather than off-on (two-step gray scale) in the vicinity of the 
threshold. For example, if the video signal varies from zero to one «volt, we might 
arrange to have a zero output until the input reaches .3 v, a linearly varying output 
ranging between zero and one volt when the input varies between ,3 and ,7 v, and 
an output of one volt for any input over .7 v. In this case, a typical noise signal of 
about .1 V will causfe only one-fourt!i as much maximum output variation as the 
two-step gray scale might. Another advantage of this approach over the two-step 
gray scale is that it can provide some compensation for variations in sensitivity over 
the face of the vidicon. 

In addition to the effects of noise, the use of randomly interlaced scanning in 
the TV camera causes a noticeable and annoying ripple in characters when dis- 
played on the screen with a high contrast image. This can be totally eliminated by 
using a fixed 2:1 interlace, so that each horizontal scan line starts at the same 
vertical position on the screen rather than at a random location within a short 
distance from its nominal location. However, 2:1 interlace cameras are more expen- 
sive than random interlace cameras. Any monitor will work with either system, and 
although the apparent ripple can be reduced by simply decreasing the contrast, this 
would reduce the advantage of contrast enhancement and thus is not the solution 
tq the problem. 



ELECTRONIC WINDOW 

Several early observations of subject confusion resulting in repeated loss of 
place while reading with RANDSIGHT I led to the incorporation and occasional use 
qf what we call an electronic window. To some extent, the electronic wmdow can be 
viewed as a kind of ^typoscope.” The typoscope is a visual aid consisting of a rectan- 
gular piece of black cardboard with a rectangular slit usually centered and running 
almost its entirt; length. When the typoscope is placed on a printed page, only one 
or two lines can be seen through the slit. Since we work with a range of magnifica- 
tions, we provided the electronic equivalent of the typoscope with control over the 
window (or the slit) height and location as viewed on the monitor screen. Figure 10 
demonstrates the electronic window in use. 

With only a limited amount of testing, a few tentative conclusions may be 
drawn about the electronic window: 
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1, Even with an electronic window^ reverse eor :ast will probably be pre- 
ferred by the partially sighted to normal contrast, 

2, If the window is set for a single li'^e, it is fairly easy to lose track of' what 
line the viewer is whether r.o/ma! or reverse contrast is used, 

3, As a consequence or statemeni 2, viewers will probably prefer to set the 
window height so as to encompass two or three lines rather than one, 

4, There is apparently some advantage in using a fairly high window, which 
cuts off the very top and bottom of ' ? mor i tor image. One reason for this 
is that cpntrast is often poorest in those areas of the image; another reason 
is that there may be extraneous lines visible in those areas that are due 
to some of the vertical synchronizing Cifccts, i 

5, Normally, blanking is '^urned off and cn very quickly — typically in a frac- 
tion of a microsecond. This leads to a very sharp edge at the top and bottom 
of the window. When bright elements of the image occur at this sharp edge, 

‘ they appear to turn off and on in an annoying mariner. Although this effect 

is much worse wi^h a camera having a random, horizontal sync, it is not 
completely eliminated even with a 2:1 interlace. A simple solution to this 
problem was found — and one that was dramatically effective— ^which we 
call a **sofl window.” We slowed up the turn-off and turn-on of the w^indow 

so that these transitions occurred over several horizontal scan 

/ 

Appendix C describes what modifications were made in the Shibaden monitors 
to achieve contrast reversal and to create an electronic window. 



VIDEO INFORMATION PROCESSOR 

/ 

Our experience with contrast reversal, contrast enhancement, and the elec- 
tronic window convinced us that it would be desi^rable to have a *black box,” inserted 
in the coaxial cable between the camera and the monitor, that could provide these 
functions wichout having to make modifications tc either the camera or the ioonitor, 
which likely would result in a loss of warranty. Th'i Videp Information Processor 
(yiP) designed and fabricated in the course of this project is such a box. it permits 
the viewer to 

1. Switch the polarity of the image displayed on the monitor screen (i.e., 

. produce contrast reversal). 

2. Introduce an electronic winnow into that image. 

3. Manipulate image contrast and brightness beyond that available with 
t N 'only the use of the monitor ':ontrOls. 

VIP Gan be usca with nearly any TV camera and any TV monitor. 

Care was taken in designing VIP to ensure that it be as simple to operate as 
possible. One of its controls allows the viewer to provide contrast reversal; another 
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permits him to vary the level of contrast enhancement in either polarity; a third 
allows him to select either a full picture, or one in which a rectangular portion of 
the picture on the top, bottoni, or on both the top and bottom of the screen is blankjed 
out (i.v?., it permits him to introduce an electronic window); a fourth control allows 
him to vary the height of the electronic window; and a fifth one permits him to 
change vertical position of the window. 

In ihevdesign of VIP, we a! 'o attemptci to minimize the number of parts re- 
quir J and to choose minimum cost components. Unfortunately, relative to cost, our 
findings were rather disappointing. Por example, if one , were to build the power 
supply and the rest of the necessary circuitry oneself, the cost of the components 
would run approximately $35. 

Because constructing a VIP is not a job for an amateur, we have made several 
attempts,, unfortunately unsuccessful, to interest electronic manufacturers in the 
VIP concept, in the hope that they would add instruments based on that concepi to 
their product line. This would give those who are not skilled in electronics and who 
wish to assemble their own CCTV system an opportunity to include in their instru- 
ment the electronic features that are available with VIP and that we have found so 
useful. ' 

' One of the major objectives of VIP is to permit the viewers to use moderately 
priced cameras and monitors and to obtain the same image quality and flexibility 
that can be had with expensive cameras and monitors together with specially de- 
signed circuitry. Althougl\ we wenj^ a long way toward achieving this goal, we were 
not able to inchide the pr-xluction of an image of uniform quality over the entire 
monitor screen as part of the VIP package.^ 

' One of the maior problems v/e encountered in our VIP research was the varia- 
bility df operating characteristics from cam era to camera, even in the case of cam- 
eras produced by the same manufacturer and bearing the same model number. The 
most deleterious varia^on we encountered was that of sensitivity at different posi- 
tions in the field of view; for example, one camera might have reasonably uniform 
sensitivity over the field, while another of the same m^ke an^ model might exhibit 
variation as much as two to one over the same^eld. In the latter case, the image 
contrast would vary by the same amount, making contrast enhancement very diffi- 
cult. Thus, with a good camera, contrast enhancement can provide a dramatic 
improvement in image quality — nearly equivalent to that obt^able with a lightbox 
(see Sec. VII). However, with a poor camera, the improvement is marginal. 

Another problem we encountered involved the video signal characteristics. The 
:ngnal level, sync amplitude, sync width; etc. seem to vary from model to model, so 
that in going from one model to another, the VIP needs to be readjusted. Although 
it mighr^e possible to make this adjustment without an oscilloscope, the use of such 
a device makes thejph-much easier. 

Appendix D describes the circuit details of our Video Information Processor. 

^ By the production of an image ofuniforri] quality over the entire monitor screen, we mean eliminat- 
ing bright and dark areas from the image that are present even when the TV camera is viewing a diffuse 
surface that is uniformly illuminated. 







VIL LIGHTBOX TEST 



We have developed an inexpensive test, which can be administered by an oph- 
thalmologist, optometrist, or other qualified person, to determine whether a closed 
circuit TV system could assist a partially sighted person to read printed and hand- 
written material. We recognize that no test that does not involve the actual use of 
I a CCTV system will be completely satisfactory. Nevertheless, we feel confident that 
we have devised a test that will permit the practitioner to predict with reasonable 
certainty whether a partially sighted person could benefit from such an instrument. 

The test is very simple and can be administered rapidly.Tt consists of having 
the partially sighted person sit before a lightbox, such as that found in a physician’s 
office for reading x-rays, and having the patient view a set of four positive and 
negative transparencies that display typewritten material magnified linearly 1, 2, 
4, 8, or 16 times (see Figs. 12a and 12b). If the patient is able to read any of the 
displayed material, with or without . the help 'of corrective lenses, there is a good 
chance that a CCTV system could benefit him. However, in those cases where the 
patient is obliged to piece words together, a letter or part of a letter at a time, the 
potential reading speed with a CCTV system may be too slow to warrant the pur- 
chase of such a device. Our experience has shown that most partially sighted persons 
who are not able to view at least three or four alphanumeric symbols at one time 
tend to read so slowly with a CCTV system that it is questionable whether such an 
instrument is appropriate for their use. And yet even here one must not draw absolute 
conclusions, for persons with /he ability to see one or two letters at a time, and who 
are highly motivated, frequently are able to perform phenomenally well. For exam- 
ple, a young veteran* who had been injured in the Vietnam conflict could resolve 
typewritten material magnified linearly two times at a distance of 16 in. However, 
at that magnification and distance, he could only see, at one time, a single letter, 
not the next letter, and the following one and a half letters. Even so, he was able 
to read at the rate of 35 words per minute, with about 5 minutes’ experience with 
RANDSIGHT I. This young mart displayed exceptional determination in so effec- 
tively utilizing the very small and divided visuaf field that remained to him. 

We have generally administered our lightbox test in a room with subdued light- 
ing. However, for most partially sighted people, this is probably not necessary, as 
they will perform about equally well with^ normal lighting. This has beenThe case 
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with respect to the use of our RANDSIGHT equipment, however, this is not true 
of partially sighted people who are very light sensitive. These people perform much 
better with subdued room lighting or with no room lighting at all. Two of our 
subjects were so light sensitive that any extraneous light tended to inhibit their use 
of RANDSIGHT II,* Fortunately, such extreme cases of light sensitivity appear to 
be rare. In view of the above, it would probably be advisable to administer the 
lightbox test with subdued room lighting; this would eliminate most of the complica- 
tions that arise when dealing with subjects who tend to be light sensitive. 

The screening test can also be used to determine roughly what linear magnifica- 
tion a patient prefers and how close to the monitor screen he will have to be to read 
at that magnification, Because theViewing conditions on the test display surface are 
not identical with those encountered when viewing a TV monitor, the parameters 
measured with the test display may differ slightly from those encountered when 
viewing the monitor screen of a CCTV system. This follows from the fact that the 
test materials consist of high-contrast, black-and-white, positive and negative photo- 
graphic transparencies set in opaque black cardboard frames, which have the same 
dimensions as the ground-glass face of the lightbox. Hence, when the test materials 
are viewed with the full illurninating capability of the lightbox, they exhibit bright- 
ness and contrast that, in general, although not identical, are comparable with that 
found when viewing some of the bright, high-contrast CCTV equipment currently 
availabfe. If the image on a TV monitor has less contrast and/or is not as bright as 
that on ihe test display, then, when using that monitor, a viewer will probably need 
greater effective magnification than that predicted by the screening test. 

Effective magnification is defined to be 16 times the linear magnification at 
which a viewer is able to resolver an object, divided by the distance, measured in 
inches, between the object and his eyes. This is a rOugbf indicator of how many more 
times an object must be magnified on a partially sighted person’s retina than on a 
normally sighted person’s retina before it is resolvable. Both the linear magnifica- 
^ tion of the object and the viewer’s proximity to the image nf thav object are ac- 
counted for. If the viewer, for example, finds that he can resolve pica type having 
a linear magnification of 9x with his eyejs 2 in, from the magnified image of the copy, 
we say that he needs an effective magnification of 72x to read the material. 

The test display demonstrates dramatically to even the normally sighted why 
so many partially sighted people prefer a negative image to a positive one when 
viewing dark type on a light background (see Figs, 12a and 12b), The eye, normal 
or pathological, tends to fatigue more rapidly when viewing a large display that 
consists of dark letters occupying a small area in a very light background, than it 
does when it views the same display With the dark and light areas interchanged. In 
the latter case, as pointed out in the previous section, the only bright objects in the 
scene are the letters themselves, and they are the objects in the field that convey 
most of the useful information. Viewing a negative image is especially useful for 
persons who have corneal scarring, cataracts, or light-scattering material floating 
in either the aqueous or vitreous humor, 

‘ Subsequent to the visit of these subjects, we have made the room housing RANDSIGHT II almost 
lightproof 



VIII. SOME CRITERIA FOR CLOSED CIRCUIT TV 
SYSTEMS FOR THE PARTIALLY SIGHTED 



We are often asked to state the criteria that weJbelieve must be met if a closed 
circuit TV system for reading or writing is to be of value to the partially sighted. 
This is not easy to do, because advances in electro-optical research, as well as 
innovations in mechanical and electro-optical design,.qan and do make it necessary 
to alter the criteria. Thus, the criteria of today may not be the appropriate criteria 
of tomorrow. In the list we have assembled below, the criteria whose descriptions 
include the word "must” are those that we currently believe are essential to the 
design of closed circuit TV systems if they are to be of lasting value to the partially 
sighted. The other criteria are less important but should be incorporated in instru- 
ment designs whenever possible. 



GENERAL CRITERIA 

1. All the parts of the instrument must be of high quality, including its frame, 
lens system, camera, monitor(s), illuminator, and X-Y Platform. The instrument 
must be rationally designed and well constructed. Much of what follows, amplifies 
what we mean by ^rationally designed and well constructed.” 

2. All controls must be located so that they are readily accessible and easy to 
operate by the viewer. 

3. The TV monitor must be located at a convenient height above the supporting 
desk or table and at a distance and attitude that allo^^ a viewer to see the monitor 
screen without holding his head at an uncomfortable angle or in an unnatural 
position. Because the height and visual characteristics of viewers^ll vary, adequate 
provision must be made-to adjust the position of the TV monitor to ensure viewer 
comfort. 

4. The optical height of the TV camera above the upper surface of the X-Y 
Platform must be adjustable over a range of at least 4 in. The lower face of any 
structure (e.g., the TV-camera zoom-lens a^embly) must not be closer than 8 in. 



(preferably 9 or 10 inJTrom the upper surface of the X-Y Platform when the CCTV 
system is in use. 

5. Capability must be provided to present a normally oriented image on the TV 
screen even when the viewer chooses to rotate the X-Y Platform, in order, for 
example, to write more comfortably, 

6. The entire CCTV system must be wired so as to permit the viewer to turn 
it on and ofl’by means of a single, conveniently located switch, 

7. The mechanisms for adjusting the location of the TV camera and the TV 
monitor must provide positive control of position at all times (i.e., the monitor should 
not be able to drop while attempting to change its position), 

8. The TV camera mounting must, be rigid, and it must not permit camera 
vibration that degrades image quality on the TV monitor. 

9. It might be desirable for the illuminator and the zoom-lens system to be 
capable of accommodating one or more filters. 



TV CAMERA AND TV MONITOR CRITERIA ‘ 

1. Either the TV camera, the TV monitor, or a "black box”' connected between 
the TV camera and the TV monitor must be capable of producing an image on the 
TV monitor screen that has. either a normal or a reversed gray scale/ The viewer 
must be able to reverse the gray scale, or more technically produce contrast reversal, 
by simply flipping a switch or turning a knob. 

\ 2. The image produced on the TV monitor screen l^y the TV monitor, TV^,^ 

camera, and zoom lens, regarded as a single system, must be in focus over the entire 
screen and must be free from visible noise. The geometric distortion of this system 
must not exceed 4 percent. 

3. The TV camera, TV monitor, illuminator, and any other pieces of equipment 
that draw electricity must be electrically ^grounded through their AC power cords. 

4. The TV camera and the TV monitor* must be adjusted so that the contrast 
and brightness controls on the TV monitor change those parameters over a useful 
range. 

5. Image enhancement greater than that produced by a fast high-quality ten's, 
coupled with a nonmodified TV camera and TV monitor, is desirable. This can be 
accomplished by increasing the arriplification of the signal generated in the camera 
or by modifying the gamma of the system. 

6. It is desirable to have uniform brightness over the entire monitor screen 
under various settings of thq TV monitor’s brightness control when the TV camera 
is viewing a surface that is illuminated pniformly. 

‘7. Image stability must be controllable by merely adjusting the vertical and 
horizontal controls qnjhe TV monitor, and once these adjustments are made the 
image should remain stal5Ie ander normal working conditions. 

tk 

‘ For example, th ■ Video Information Processor described in Sec. VI. 



64 




75 






8. A capability of producing vertical electronic blanlring, that is, an electronic 
window, may be desirable, and can be useful in conjunction with, a normal or 

( reversed image. To avoid the appearance of wande^ng bars on the top and bottom 
of the window due to i:andom sync, the window should turn off' and on slowly, that 
is, ’during the time it takes to swe^p aver several horizontal lines, 

9. The TV monitor must be equioped with an effective implosion shield. 

10. The zoom le.ns, TV camera, and illumin^or should all have sufficient field 
uniformity to provide an image all of whose element^ are of similar brightness and 
contrast on the TV monitor. 

11. When the TV camera is viewing well-illuminated, high-contrast material, 
the brightness available on the TV monitor should be so intense that it causes, or 
almost causes, visual discomfort to a normal eye, when located close enough'to the 
monitor screen that its visual field is almost completely filled with the image of that 
screen. Under the same illuminating conditions, the contrast on the screen should 
be such that dark portions of the image are the result of almost no visible output | 
being produced in those areas by the monitor circuitry, 

12. The TV camera must have a resolution of at least 300 lines across the field 
of view. 

13. The TV monitor acceleration voltage probably should not exceed 19 kv, 

14. The TV camera must be capable of producing a quality image on at least 
two^mpnitors simultaneously. 

^ 15. It is desirable that a camera employing a 2:1 fixed interlace be used to avoid 

the annoying ripple effect that occurs in high-contrast portions of an image, 

16. It is desirable that the TV camera have both RF and video output capability 
so that a TV receiver can be used should the TV monitor need repair, 

17. It is desirable that a TV monitor be used rather than a TV receiver for two 
“reasons: (1) The RF output from the camera to a TV receiver is generally of lower 
bandwidth than the video output to a monitor, and (2) many TV receivers cannot 
utilize a wide bandwidth signal even if available. 



CRITERIA FOR THE ILLUMINATOR 

1. The illuminator must provide light that is constrained as closely as possible 
to cover only the maximum field of view of the camera-lens system (when the lent' 
is set at minimum magnification).' 

2. ‘ The light produced by the illuminator on the upper surface of the X-Y 
Platform must be of uniform intensity, in the sense that when the CCTV system is 
viewing a page of uniform quality, the illumination must not introduce variations 
in image brightness and contrast that are not inherent in the material being tele- 
vised. 

3. The illuminator must be located so that when the viewer is writing with the 
CCTV system, the shadow of his hand and of his writing instrument does not 
interfere with his writing. 
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4. The illuminator must be properly shielded to eliminate the possibility of the 
viewer being burned by touching or grasping it during day-to-day use of the CCTV 
system. 

5. The illuminator should probably be equipped with a mechanism that per- 
mits the viewer to vary the brightness of the spot of light it produces, 

6. The illuminator must-be shielded to eliminate the possibility of stray light 

passing ourthroughnts sides or top into the eyes of the viewer. Further, direct view 
of the bright surfaces of the illuminator should not be possible; nor should it be 
possible for the illuminator to shine directly into the eyes of the viewer under 
normal working conditions. , 

7. The illuminator must be located so as to prevent detect reflection into the 
eyes of the viewer when it is lighting a highly reflective.surface, such as a sheet of 
paper with a glossy finish. 

8. A sturdy but easily manipulated mechanism to control the location of the 
illuminated area must be provided. 

9. It is desirable that the illuminator design be such that it accepts bulbs that 

are readily obtainable and easily changed. ^ 



CRITERIA FOR THE ZOOM-LENS SYSTEM j 

Either a high-quality fixed focal length lens with a bellows extender or a zoom 
lens should be used. OnceTocused, a zoom lens will produce changes in magnification 
over its zooming range by a simple turn of its zooming sleeve. However, in most 
cases, a zoom lens will not produce the highest possible quality image over its entire 
zooming range. A fixed focal length lens with a bellows extencjer, once focused, will ^ 

generally produce a higher quality image, but to change magnification with such a 
lens,' the extension of the bellows must be altered anrfthe entire lens and TV camera 
raised or lowered until focusing is achieved. Our experience has shown that unless 
a very highly magnified, sharp, high-contrast image is needed, it is preferable to use 
a zoom lens, because with such a lers-changing magnification (over its zooming 
range), it is much more convenient, loss complicated, and faster than a fixed focal 
length lens-bellows extender combination. ^ 

1. The zoom lens must proyide at least a 4 to 1 range of linear magnification 
of an object located on the X-Y Platform; it must do this in such a way tfiat the image 
seen on the TV monitor screen remains in focus throughout the entire zoom range, 
and the distance between the zoom-lens system and the object remains constant once 
the zoom lens has been initially focused. This may require adjustment of the vidicon 
position to match the designed mounting distance of the lens being used. 

2. The zoom lens should be of high enough quality to produce an image on the 

monitor screen that is free from noticeable pincushion, barrel, or other distortion, / 

and it should be fast enough to be used with ordinary room lighting or with a light 
source provided as part of the CCTV system. 

3. The zoom lens probably will need to be equipped with one or more close-up 
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lenses in order that it can be focused at a working distance of 8 to 12 in. from the 
material on the X-Y Platform and produce an image on the TV monitor that lies 
within a usable magnification range. The usable magnification range will vary from 
viewer to viewer* but most viewers^ (probably better than 90 percent) will require 
'linear magnifications on the monitor screen that are no less than 1 and no greater 
than 20. Further, each viewer will rreed to cover only a fraction of that range; for 
example, one viewer may need to see material magnified between 1.5 and 6 times 
and another 4 to 16 times in order to cope with nearly all the reading and writing 
materials they may expect to encounter. 

4. The zoom lens may need ah extender placed between it and the TV camera 
to change the range of magnification without a]Dpreciably changing the distance of 
the lens from the material rbein^ viewed. 



CRITERIA FOR THE X-V PLATFORM 

! '\osed circuit TV systems for the partially sighted that involve the use of an 
X-V Platform, such as the one described in Sec. IV, are simpler, less costly, and more 
effective than many other more complicated instruments.^ They are also vastly 
superior to devices that require a viewer to maneuver reading or writing materials 
51ong a desk or table surface with his hands. 

L The X-X,Platform must be sturdily constructed with smooth running guides 
that allow unobstructed motion of its upper surface at least 8 in. in the x-direction 
and 11 in. in the y-direction under loads as light as a sheet of typing paper or as 
heavy as an unabridged dictionary. 

2. T^e platform’s nonmoving parts must be sufficiently massive, and the bot- 

tom face of its base must be equipped with friction pads or otherwise constrained, 
to prevent these parts from slipping or sliding on the supporting desk or table while^ 
its loaded upper surface is being manipulated. It should be noted that viewers 
generally prefer to operate an X-Y Platform whose parts, both moving and station- 
ary, are rather massive. * * ' 

3. The platform must have a braking mechanism Yhat permits easy and con- 
venient adjustment ofthe ease witlrwhich its upper surface moves in the y-direction, 
without appreciably altering the smootho,ess with which it moves in either the x- 
or the y-direction. , 

4. The platform must not have sharp edges or corners that coaid cause injury 
to a viewer. 

5. The platform must have an upper surface that measures at least 12 in. in 
the x-direction and 12 in. in the y-direction, but the upper surface must not be so 
large, or have so much traverse, in either the x- or y-direction that it (1) runs into 
the viewer or another part ofthe CCTV system, or (2^ causes the entire, platform to 
becoijie unstable when it is being manipulated. It should be noted that the platform’s 

^ F'or example. RANDSIGHT I as described in Ref. 2. 
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upper surface need not be square; some viewers may prefer that the surface be wider 
than it is long or vice versa. 

6. The exposed face of the platform’s upper surface must be finished so as to 
eliminate or greatly reduce glare, to allow easy manipulation of reading and writing 
materials, and to create enough contrast on the TV monitor screen that the reading 
and writing materials can be easily distinguished from the platform surface, 

7. Height of the platform should be kept to a minimum. It must not exceed 3 
in. aboC^e the supporting desk or table and preferably be less than 3 in. 

8. It is desirable. for the platform to have a grid or other markings painted on 
the exuo^ed face of its upper surface to serve as guides for the viewer to center and 
align the platform relative to the TV camera and its optical system and to center 
and align reading and writing material^ when they are placed on the platform s 
upper surface. 

9. The force needed to move the platform’s upper surface in the x-direction 
should be of the order of a few ounces, and that needed to move it in the y-direction 
should be adjustable and in most cases should not exceed a few pounds. 
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IX. OTHER RESEARCH ON CLOSED CIRCUIT TV 
SYSTEMS FOR THE PARTIALLY SIfJHTED 



In 1959, A. M. Potts, D. Volk, and S. W. West [10] described a closed circuit TV 
reading device that consisted of a DagtJ CCTV camera equipped with a 3-in, telephoto 
lens and a 14-in. monitor. Reading material was clipped to a stand, which could be 
moved by means of a manual gear drive in any direction over a horizontal plane. 
The TV camera was fixed in space, and the instrument produced a linear magnifica- 
tion of lOx on the 14-in. monitor. ^ ‘ 

. In 1968 C. A. Weed [11] described a CCTV reading instrument that employed 
a hand-helc' TV camera that was moved across the page to scan the printed word, 
hi correspondence with Weed, dated March 26, 1968, Genensky learned that Weed 
and his colleagues had modified their reading device. The letter states that now 'The 
camera is held stationary above the desk, and the printed page is moved beneath 
the lens by means of a mechanical stage.” 

As of 1970 Weed [12] described a CCTV system that incorporates a 19-in. Shi- 
baden TU-19UL monitor and a Shibaden HV-50 or HU-14 camera. Magnification 
changes are made by adding or subtracting extension tubes between the fixed focal 
length lens and the camera. Illumination is supplied by a 60-w gooseneck desk light 
or by a Tensor desk lamp. Reading materials are moved completely by .hand on a 
table below the down-pointing camera. In the testr, which were carried out with 14 
subjects, this CCTY system was compared with two optical magnifiers. This compari- 
son is of dubious value, because the subjects were constrained to view an image with 
a fixed magnification of lOx at a fixed distance (40 cm) from the TV nionitor. Thus, 
Weed was assuming that all his subjects could use a CCTV system at one and the 
same effective magnification, namely, lOx, As pointed out in Sec. V, Table 6, this is 
an unjustified assuuiption. 

In 1968, S. M. Genensky, P. Baran, H. L. Moshin, and H. Steingold [2] described 
a CCTV reading and writing system (RANDSIGHT I), which at that time consisted 
of a Concord MTC-12 camera that translated vertically hy means of a motorized 
control to accomplish focusing of a variable focal length lens and that rotated about 
a horizontal axis to carry out scanniiig of the printed or handwritten line. The 
c .mera rotation \v5Bsgoverned by a hand-operated servomechanism. A 5-in. Sony 
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television receiver^ Model 5-307UW, rested on a shelf' that could be moved up or 
down slightly and toward or away from the viewer to suit his convenience. Addi- 
tional information concerning this early instrument is contained in Refs, 3 and 4, 

Currently^ RANDSIGHT I is equipped with a Shibaden HV-15S camera, two 
9-in. Shibaden MV-903 monitors, and a Canon TV zoonrf lens V6X16 equipped with 
a plus 4 adjd. The camera no longer rotates about a horizontal axis, and the entire 
servomechanism control has been removed. The camera can still be raised and 
lowered by a motorized control, and it can now be rotated manually about its,optical 
axis, 

Reading and writing materials are now placed on an X-Y Platform and easily 
maneuvered below a stationary camera to carry out line scanning and shiRing fr(^m 
l;:*e to line. 

Contrast reversal is produced at each monitor by flipping a switch, and an 
electr onic window is introduced and varied in position and hei^bt by the turn of two 
CO’ trol knobs, (See Refs, 5 and 6.) 

In 1969, J. H. Kuck sent us a manuscript of a paper entitled '"How To Build a 
Closed Circuit TV Reading Aid” [13], In his instrument, the TV camera (Ampex 
CC-6007) is mount'^d vertically and can be moved in two orthogonal directions in a 
plane parallel to the working surface by means of a set of cranks. The* reading 
material is set in a "'tray,” which can be shifted by ir eans of a lever from left to right 
through a distance of 2,5 in, A 20-in, TV monitor (Setchel-Carlson 2100-SD),is used, 
and changes in magnification are made by raising or lowering Jbne camera and 
**efocusing its lens system, ; 

In a letter dated March 12, 1971, we learned that H. L, Jonkers and his col 
leagues at the Delft University of Technblogy, Delft, Netherlands, h^ye been carry- 
ing on research since 1968 on a CCTV instrument for the partially sighted, 

Jonkers reports that their experimental equipment uses a CCTV system pro- 
duced by 'Ternsch GMBH Darmstadt,” The carnera operates at 60 fields per second 
(interlaced) and 735 lines per frame, and the monitor ^screen has approxin^^tely a 
60-cm diagonal. The camera is equipped with a "variable focal length objective,” and 
the linear magnification of the image on the monitor screen may be as large as 24x, 
At the time the letter, was written, the instrument used a servomecbarrism to pro- 
duce x-y image scanning, However, research was in progress on an "electronic image 
scanning mechanism,” 

In a letter dated February 5, ^971, to Genehsky, we learned that A,"Torvi and 
his colleagues at the University ot Calgary, Calgary, Alberta, have also been experi- 
menting w ith CCT V sys* ems for the partially sighted since 196? , One of their devices 
is an instrument for scanning a chalkboard, and the pther is, a device for reading 
printed and handwritten material. In an attachment to Torvi’s February 5 , 1971, 
letter, and from a copy of a progress report that accompanied his September 20, 
J971, letter, we learned that the "blackboard viewer” consists of a TV camera 
mounted on the equivalent of a tripod head and a 16-in, monitor that sits on a shelf 
or desk. The camera can be raised or lowered and rotated so as to be placed in the 
most convenient position to view a distant area of interest. As currently configured. 
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ll;is iiidudin^^ its su[)portrn^^ desk or stand, can be vvfieeled as one unit 

Irom classroofn to classr’oom. 

Th(* i'(*adinfz instrument is not dt‘scribed in detail, but from the available photo- 
eraf)h \v(* ////irthat it consists ofa lar^e monitor and a down-pointing camera that 
\‘i(*ws printed matter placed on a movable stand, which from the photograph appears 
to h(* mov(‘(] toward or’ away rrorii the viewer (r’ather than from lefl to ri^ht) to scan 
a liru* ind from side to side to shift from line to line. 

P. McCloltlrick |14| and his collea^mes at the Lawr'ence Livermor*e Lal)or*atory 
in I dv(‘r’mor’(‘. C alifbrnia. desi^med a CCTV system that departs quite sharply from 
conv(‘ntional desi^ms. It consists ofa hand*held carnera and a monitor unit. The 
moiiitor unit irrcludes the video processor circuits and powerj supplies. In addition 
to the normal controls on ordinary TV systems, this device o|^ers the following 
witchable choices: a normal gray scaie,'an inverted (or reversed) gr*ay scale, an 
invert(‘d two-step gr*ay scale, and adjustable hor^izontal blanking. The hand-held 
canun^a looks like an or*dinary flashlight^and when in operation is held in a vertical 
I)()sition (flar*ed end downwar*d) and rests directly against the material to be read. 
Line .scanning is accomplished by moving the camera by hand across the printed 
line. The instrument, including its carrying case, weighs 28 lb (the carrying case 
alone weighs 12 lb, but as pointed out by McGoldrick could be reduced to a few 
pounds). 

Our SRS/Rand-sponsored research was the inspiration for the research carried 
on by McGoldrick and his colleagues. Throughout the course of designing their 
instrument, we provided them with advice and ''ncouragement, and when asked, we 
reviewed their work. 

M. Lavieri and G. B. Wilson' [15] of the University of California at Berkeley, 
California, have designed and built a ^'portable” CCTV system that may be used fbr 
reading and writing. A Sony SVC 2100A camera and a Sony 5-in. receiver were 
modified and placed in a rectangular wooden housing, which stands on four legs. The 
axis of the camera lens is horizontal, and the lens projects through the right side 
. ' the housing. A mirror is used to bring the image of the printed page to the lens. 
The reading and writing material is placed on a rectangular platform, which may 
t be moved in both the x- and y-directions. When Genensky saw the instrument in the 

I summer of 1971, the. reading material was moved toward or away frorri the viewer, 

\ rather than from lefl to right, to achieve line scanning, and -it appeared to operate 

at a linear magnification of 9x. The contrast is reversible, and the entire instrument, 
including the platform, weighs 30 lb. It is not clear how this instrument is used for 
writing. , 
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Appendix A 

COPY OF SHEPHERD LETTER REPORTING ON 
X-RAY MEASUREMENTS 
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aad Assaclaks 






703 S, Pacific Ave. 

Olandola, Cofif. 91204 
pKona: (313) 245-0117 



^inilSr** > nudeoA. afip&oa£U>nA 



December 2, 1970 

Rand Corporation 
1700 Main Street 
Santa Monica, California 



REPORT 

MEASUREMENT OF X-RAYS ASSOCIATED WITH CLOSED. 

CIRCUIT VIDEO MONITORS 

The equipment checked was as follows; 

1, Model VM-903 LA 10802 Ser, 090906, This unit was comp] 

scanned on all six surfaces. The face of the monitor was sc 6 

both with and without plastic sheet in place. 

2, Model VM 903 RA 02039 Ser. 030562, This unit was completely 
scanned on all six surfaces, 

3, Model VM 903 RA 02039 Su , 030732. This unit was completely 
scanned on all six surfaces with the case removed, 

4, Conrac Model CQF-9 Ser. 171362, This unit was coi pletely 
scanned on all six surfaces. 
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5, Conrac Model COF-Z I /87 5 -60 Ser. 184778. Thlo unit was completely 
scanned on all six surfaces, 

6, Conrac Model CQE- 1 7 -875/94 53P Ser. 99Z17. This unit was 
completely ^canned on all six surfaces. 

Instrumentation: 

The Instrumentation used to measure the emerEcnt radlat.or from the above 



plete with SP-iZ CM probe with window thickness ot 1,4 mg/cm and a win 
dow area of one square inc’ . The efficiency of the SP-IZ probe Is Z, 5% 
as measured against £ *^Fe (5,9 Kev, photon energy standard manufactured 
by Isotope Products Laboratories, with calibration traceable to National 
Bureau of Standards, 



Measurements: 

Albof the units surveyed had maximum net count rates (above background) 
of less than 80 counts per minute at the highest point, 

8Z counts per minute net (per square Inch - the area o*. the detector - 
and a detector efficiency of Z, 5%) represents a radiation field of 
0. 00017 mr/hr for 10 Kev X-Rays and 0, 0003Z mr/hr for 19 Kev X-rays* 



Conclusion: 

We can conclude thou, icr the 10 Kev maocimum voltage of the VM 903 units 
and the 19 K&v voltage of the Conrac series of monitors, external radiation 



listed units was a J, L, Shepherd and 




levels W'j r e”^ signific antly less than 5% above normal background* 
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Appendix B 
RANDSIGHT I 



RANDSKiHT I, as it currently exists, consists primarily of two Shibaden (MV- 
903) TV monit'>-j. aShibad€n(HV-15orHV-15S)TVcamera.a6-to-l Canon 16,5-95- 
mm :'X)om lens equipped wit! a plus 4 portrait lens, an Art Bean.-Lite 75 illuminator, 
an X-Y Platform, and a supporting shelf » 

The TV monitors art symmetrically placed on either side of the down-pointing 
camera and rest on shelves that are normally kept at a height of llVu in, above the 
supporting shelf They may be pulled toward or pushed away from the viewer over 
a distance of’ about 8 in. (from about 4 in. to 16 in. behind the front edge of the 
supporting shelf), and they may be raised or lowered slightly, although this is rarely 
done."Each monitor is equipped with circuitry and c^trols that permit it (1) to 
display an image with a normal or reverse ^ gray scal^, and (2) to vary the location 
and height of' an electronic window on the monitor screen. 

The TV camera can be moved up and down for focusing over a distance of 27 
in. by means of a reversible motor and lead screw, and can also be rotated about, its 
optical axis. The latter motion permits it tc present an erect image of printe^or 
handwritten material no mat^r what the orientation of that material is relative to 
the supporting shelf 

The zoom lens may be used with or without its 1.5x or 2x extenders. Without 
an extender, the image it and the carhera produce on a 9-in. monitor has a linear 
magnification of between about and 6x. If linear magnifications in excess of 12x 
are needed, the zoom lens is removed, and a fixed focal length lens with a bellows 
extender is^sed in its'place. Thq l^atter can produce magnifications in excess of 30x. 

The X-Y Platform rests on the supporting shelf below the camera and is used 
for reading and writing, as described in Sec. IV of this report. The supporting shelf 
is 60 in. long and 30 in. deep, and its upper surface is 29 in. above the floor. 

This instrument is basically the one that was used throughout the informal 
testing program described in Sec. V. However, it did undergo some changes during 
the test period. 

During January and part of February 1971, we operated the instrument with 
cipher room illumination only or with additional illummation provided by four 



150-w dichroic spot lanips located about 3 (I above the supporting shell' and con- 
trolled by a dimmer switch. In mid-February 1971, we installed two Bausch & Lornb 
illumitiators (Cat. No. 31-35- '^0) and worked with them until we installed the Art 
Beam-Lite 75 in June 1971. The illumination available from the Art Beam-Lite 75 



The camera mount in use throughout most of the test program did not permit 
rotation of the camera about its optical axis, but rather permitted limited rotation 
about another vertical axis. This had the ellect of producing an erect image on a TV 
monitor Cor X-Y Platform orientations that favored right-handed persons, particu- 
larly with respect to writing. 

At least one monitor was equipped with an electronic window in the spring of 
1971, and at least one had contrast reversal capability before May 1970. 

Figure L' in Sec. IV shows RANDSIGHT I as it appeared in the early spring of 
1971. 



is remarkably uniform, with a maximum effective intensity of 50 footcandles. 



\ 
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Appendix C 



MONITOR ELECTRONICS 




In our initial attempts to provide contrast reversal, we looked at the circuits of 
both the Shibaden HV-15 camera and the Shibaden MV-903 monitor. The easiest 
placg to accomplish contrast reversal appeared to be at transistor Q7 in the Shibaden 
monitor. Initially, this transistor was used as a straightforward emitter-follower, 
with a voltage limit provided by the action of capacitor C-15 and resistor R-21 in the 
collector of this circuit. The initial circuit is shown in Fig, 13a, This was then 
modified by reconnect^wig C-15 through 470 ohms to the emitter of Q7 and changing 
the value of R-21 so that a signal of equal magnitude appeared at the collector as 
wel! as at the emitter of this transistor. The circuit now functions as a ralther typical 
split-load phase inverter, in which a signal of opposite polarity to the input signal 
appears at the collector, and a signal of the same polarity appears at the emitter— ^ 
points A and B, respectively, in Fig. 13b. By incotporating a switch that permits one 
to choose either point A or point B as the signal source for the following stage, one 
can obtain either reversed or normal contrast in the image seen on the television 
screen. This works fine for the normal video portion of the signal. However, during 
synchronization time, both horizontally and vertically, the signals that are normally ^ 
at blanking or black level were inverted and appeared as an intense white level / 
signal applied to the following stages. This caused a brightening of both horizontal 
and vertical retrace lines, which appeared hs a fuzziness in the background during 
horizontal retrace and as a series of about seven or eight diagonal lines, across the 
screen during vertical retrace time. This was eliminated by picking up aplpropfiate 
signals elsev^here and applying them as additional blanking signals during contrast 
reversal. 

An acceptable vertical blanking signal was found by observing that the emitter 
of transistor Q9^ had a large positive signal during the verticaP synchronization 
interval. This signal was coupled through the capacitor and resistor network, shown 
in Fig. 14a, in order to provide some control of the duration of the output pulse. For 
example, by increasing the value of the c^.pacitor from .047 to .068 mfd, one could 
increase the length of the blanking pulse that appeared at the collector of transistor 
Ql' This signal was coupled through a 1000-ohm resistor to the collector of transistor 
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Pig. 13a — Schehiatic ol original monitor '’ircuit 
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Fig. 13b — Schematic of monitor circuit showing initial 
modification for video reversal 
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(^7. Note tliat in tliroiij^^h transistor Q1 in Fi^. Fla, tho polarity of'tho si^jnal 

is inv(‘rto(l so that the positive pulse applied at the in[>ut to this circuit appears as 
<i ne^oitiv(‘ si^tuil at point A. 

In a similar fashion, a horizontal blanking pulse vvas obtained from the emitter 
(>f t ransistor Q17. Hecau^' this pulse is of fairly hi^^f voltage, a resistance* divider 
network, comprised of a 470-K resistor in series with a 22-K resistor, is used to 
attenuate the si^mal before it is applied to the base of the transistor shown in Fi|.:. 
14h. The output oftliis transistor is coupled throii^di a FK resistor to point A, as was 
de)ne with the vertical blanking pulse. Appropriately connected diodes mi^ht be used 
in place of IF3 and R-4. 

The switch used (or selection of either point A or B as the source (or signals to 
the succeeding stages is mounted on the rear of the monitor case to keep the wires 
involved as sliort as possible. The (inal circuit with the changes described above is 
shown in Fij^. 15. Its operation is as (bllows. 

For normal contrast, the switch is in position providing a signal with 
appropriate blanking as supplied (rom the camera to the video output stage. No 
(urther changes or additions are required. F'or contrast reversal, the switch is con- 
nected to point A-A', where, as previously described, both the video as wdl as the 
blanking in(brmation (rom the camera are inverted. Thus, instead of blanking, the 
signal will tend to make the screen go bright at the time that retrace operations are 
occurring; however, at the same time, signals taken from the other points shown in 
t^ig, 15 will turn transistor Q1 and Q2 on, that is, to a highly conducting state. These 
Thi^ pull the signal, appearing at the collector of Q7, down to approximately the 
normal blanking level. When these signals rre not oti, that is, when blanking is not 




To Point A 
of Fig. 13b 






Fig. 14a — Schematic of QirruiFshowing vertical blanking nmdification* 



81 






•V 





To Point A 
of Fig. 13b 



V'j' « 16, 7 msec 
Hip py 62 usee 

P’ig. \4h — Schematic of circuit showing horizontal blanking modification 



occurring, transistors Ql and Q2 are in effect open-circuited, and the resistors R'3 
and K-4 have no effect on the signal. 

Although this approach was the easiest one to impleinent at the time, it is not 
the most effective. It would be mjjcl; better to accompLsh this function in the 
camera, so that contrast reversal would be available in iht output ofthe camera, 
fhu.,, contrast reversal would be aVailable witli an ordinary television receiver. 
F Ui'tjier, if two or more monitors are being used simultaneously, the monitor circuit 
cliang'.*^ must be made in eac^. If con trust reversal were carried out in the camera, 
a Circuit change would have \o be made only once. 

An electronic window was later added to our Shibn-len monitors. The effect of' 
the u indow is to turn video off, except for a controlled period of time, so that portions 
of the ♦op and the bottom ofthe screen are bk^ked oit. This is accomplished by the 
dreuit shown in Fig. 16. The negative going vertical sync pujL^, appearing at tHe 
TOllector of Q9, is coupled through C-7 and triggers the monostable multivibrator M I 
into an "on” state, during which the output on pin 1 is up. *t r :mains in this/'on” 
state until time Tl, detenhiined by the value of*R*l and C-t. At that time. Ml turns 
off ^nd M2 turns on because the signal applied to pin 5 ofM2 is neg^itive going. M2 
sta’vs op until time T2 is determined by R*2 and ^ '-2 and then it goes off The signal 
• on nin 6 is'off when M2 is on and vice versa; therefore, on going thpough transistor 
Qd, it is applied as a blanking pulse to the output, of Q7 as previously described. 

Tluis, olanking occurs after vertical sync until time Tl, when the video signal 
is Unblahked. At d ime T2, blanking occurs again until the entire sequence is re> 
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Fig, 16 — Schematic of electroi.ic \’indow and horizontal blanking circuits 




[H'ali'cl, nami'ly, when vo.tical sync occurs .igain,' R-1 arid R-2 are variahle resistors 
mounted on the rear cover of the monitor, so the viewer has reasonable access to 
them. varying R-1, the entire window moves up or dov, n while R-2 changes the 
hoi^^ht of the i.idow. ^ 

To slow up the turr.-on and the turn-off of the window so that these transitions 
occur o\'‘rsever:il horizontal scan I'inesli.e., the "soft window" described in Sec A'Ii, 
R-5 and C'-5 in Fif(. 16 were introduced. 

' Note Unit, with he electronic window, v.-rtical blankitiK is not.. required since window hLuikine 
ov(‘r laps v<T(ic’al blahkiriK. 
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Appendix D 

VIDEO INFORMATION PROCESSOR CIRCUit DETAILS 

■ 



Some of ^he electronic: details of VIP are shown in Fig, 17. At the input, the DC ‘ 
restore circuit diode D1 'keeps the sync level at ground (in reality, at about .3 v du^ 
to diode gap voltage) to compensate for cameras that have an AC-coupled output. 
The.emitter-fojlower Q1 isolated the iiYput and drives the following stages. The 
diF?rential amplifier Q2-Q3 provides a negative output *at point A whenever the 
input signal falls below the vaiue determined by the setting of potentiopieter PI, 
which is normally set' so output occurs when the input level falls to blanking poten- 
tial. Thus, the negative pulse ”at-A is as long as the entire blanking interval, either 
horizontal or vertical. . \ 

The vertical detect or develops an output pulse only*when a vertical blanking 
signal is present and ignores the shorter horizontal pulses. The signal at point A is 
also used to control the two video switches VI and V2.*When mn 2 of VI is up, that 
is, at a positive voltage greater than, about 3 y, the signal^ appearing 'on pin 1 is 
proportional to the difference betvyeen the signals appHed^to pins* 3 and *4. The 
negative of the voltage appearing on pin 1 will appear on pin 7, providing an inverted 
video signal. When pin 2 is- down (less than 3 v), the difference between the voltages 
on pins 5 and. 6 will appeaVon pin 1 and -its 'negative value^on pin 7. Because pins 
5 ^nd 6 are grounded, the output from VI is zero at that time, 'thus VI Has an output 
(and its negative value) only during the time video information is present^ arfd it has 
no output during horizonta). or vertical blanking intervals. P2 can be used to vary 
the DC output level of the video*signal, \ . * . 

The video. switch V2, however, has zgro output when video information is pre- 
sent because pins 3 and 4 are grounded, and it pickr> up the incoming §ync £ind 
blanking'signals ompins 5 and 6 yi^hen the gate on pin 2 is down. Thus, the incoming 
signal has I ^en separated into two paths — one containing image information, the 
other rantai iing only sync and blanking'feignaW. Switch SI selects either the normal 
contrast or reverse contrast. Potentiometer P3 can be used to select thf ahiount of 
video signal to'be anplied to- V3, thus providing an additional range of contrast 
enhancement. By separatmg the image and sync signals, various kinds of processing 
can Be carried out*on one without affecting the other. 
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Fig. 17— Circuit diagram for the Video Information Processor 
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Video switch V3 is used lO mix the processed video from VI and the blanking 
and sync information from V2. Potentiometers P4 and P5 set the corresponding DC 
levels in the resultant composite video on pin l.of V3. This signal, is then coupled 
to ^e emitter-foHower Q5 that is used to drive the '75-ohm cable leading to the 
monitor. 

To obtain the electronic window, mullfvibrator.Ml is triggered, on by the verti- 
cal blanking signal, ^^nd it stays on- until time Tl, dkermined by the setting of P6, 
when it goes off. yFlip-flop FFl goes on when Ml goes off and FFl remains 6n. 
Multivibrator Mi^goesoti when both FFl is on and a horizontal pulsj occurs. When 
M2 go6s on, it turns off FFl. ^2 stays on until time T2, determined by^he setting 
of P7. Logic elements G3 and G4 ensure(]^l^t the output gate from .FF2 goes on and 
off at themp^tt horizontal sync time a^ler Tl'and T2, respectively. With switch S2 v 
in the no-window'' pnsitu . 1 , the action of V3 is. a^ previously.'described. With S2 infj 
the winthw position, V continijes to Select only sync signals until time Tl, whejp-'' 
sync and video are both selected. At timedj’2, only sync signals a^xagain selectecL 

P2, P4, P5, and P8 must aP Le adjusted to provide a balanced level for the 
composite video signal at the*output. This adjustment is best done with an oscillo- 
scope. ■ ' Y - “ 
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